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INTRODUCTION

This is the second volume of the ultrasonic_t-e_t'i_gseries. Itis assumed that you have

completed the _._ ___]_+_-_'-_'--_-_----......-_-,_5 and itsprerequisltes. The knowledge

obtained from them is necessary for you to properly benefit from this handbook.

In Volume I you were introduced to the theory of high frequency sound and the basic

principles of ultrasonics as applied to nondestructive testing. At this point, you should

be aware of the various ultrasonic testing systems, techniques and displays, and the

affectof discontinuitieswithin a specimen on the behavior of sound waves.

In Volume IIyou will learn about ultrasonic test equipment. Many types of transducers

are described, their general capabilitiespresented and common nomenclature defined.

Various types of couplants are discussed. The common standard reference blocks

and calibration blocks are described and their purpose explained. Typical pulse-echo

and resonance instruments are described together with their primary controls. You

will learn about C-Scan recorders and both manual and automatic scanning equipment

used for immersion testing. Upon completion of this volume, you will be familiar with

the equipment used in ultrasonic testingand with its operation.
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INSTRUCTIONS

The pages in this book should not be read consecutively as in a conventional book. You

will be guided through the book as you read. For example, after reading page 3-12,

you may find an instruction similar to one of the following at the bottom of the page --

• Turn to the next page

• Turn to page 3-15

• Return to page 3-10

On many pages you will be faced with a choice. For instance, you may find a state-

ment or question at the bottom of the page together with two or more possible answers.

Each answer will indicate a page number. You should choose the answer you think is

correct and turn to the indicated page. That page will contain further instructions.

As you progress through the book, ignore the bac____kof each page. THEY ARE PRINTED

UPSIDE DOWN. You will be instructed when to turn the book around and read the

upside down print pages.

As you will soon see, it's very simple -- just follow instructions.

Turn to the next page.

5330.13 (V-II)

iv

L



CHAPTER 1- TRANSDUCERS 1-1

In ultrasonic testing the eye of the system is the transducer. The transducer sees the

condition of the material and relays the information back to the instrument where it is

displayed, usually, on a cathode-ray tube (CRT) screen.

As you know from the previous volume, the crystals of ultrasonic transducers are made

from piezoelectric materials. The three most common piezoelectric materials used in

ultrasonic transducers are quartz, lithium sulphate, and polarized ceramics. The

most common ceramics are barium titanate, lead metantobate, lead zirconate, and

lead ztrconate titanate.

In the past, quartz transducers were used almost exclusively but with the development

of new materials, quartz is being used less and less. Quartz has excellent chemical,

electrical, and thermal stability. It is insoluble in most liquids and is very hard and

wear resistant. Quartz also has good uniformity and resists aging. Unfortunately it

is the least efficient generator of acoustic energy of the commonly used materials. It

also suffers from mode conversion interference and requires high voltage to drive it

at low frequencies.

In recent years the use of quartz in ultrasonic transducers has been reduced because...

it is insoluble in most liquids and is very hard and wear resistant ........ Page 1-2

of the development of new and more efficient materials ............... Page 1-3



From page1-1 1-2

It is true that quartz is insoluble in most liquids and is very hard andwear resistant,

but these are reasons for its continueduse, especially in contact testing.

Turn to page 1-3.



From page I-I 1-3

Right' Because of the development of new and more efficient materials, quartz is now

being used less frequently for ultrasonic sound generation.

Developments in polarized ceramic transducers have produced the most efficient generators

of ultrasonic energy. They also operate well on low voltage, are practically unaffected

by moisture and are usable up to about 300°C. They are limited however by their

relatively low mechanical strength, some mode conversion interference, and a tendency

to age.

An important advantage of using polarized ceramic transducers is that they...

operate well at high voltage ................................. Page 1-4

are excellent generators of sound energy ........................ Page 1-5



From page 1-3 1-4

Not so. In fact their ability to operate well at low voltage is another advantage.

Turn to page 1-5.
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From page 1-3 1-5

Correct. Polarized ceramic transducers are excellent ultrasonic energy generators.

Lithium sulphate transducers, on the other hand, are the most efficient receivers of

ultrasonic energy and are intermediate as generators of ultrasonic energy. They do

not age and are affected very little by mode conversion interference. Lithium sulphate

is, however, very fragile, soluble in water, and limited to use at temperatures below

165 ° F. Although lithium sulphate is soluble in water, it is used in immersion testing

by waterproofing the entire transducer assembly.

Illustrated below is an example of through transmission testing wherein two trans-

ducers are used, one a transmitter and one a receiver.

TEST SPECIMEN

/
RECEIVER

Which of the following transducer combinations would you use in this application ?

A lithium sulphate transmitter and a polarized ceramic receiver ........ Page 1-6

A polarized ceramic transmitter and a lithium sulphate receiver ........ Page 1-7



From page 1-5 1-6

You picked the wrong one. It is the polarized ceramic transducers that are the most

efficient transmitters and the lithium sulphate that are the best receivers.

Turn to page 1-7.



From page1-5 1-7

Right you are. The ceramic transducers are the most efficient transmitters of sound

energy andthe lithium sulphateare the best receivers of soundenergy, so this would

make a fine combination for both contactand immersion testing.

Of interest but of no great significance in this course material is that the natural

crystals used in ultrasonic transducers are cut in two ways. X-cut crystals are cut

perpendicular to the X axis and producelongitudinal soundwaves. The Y-cut crystals

are cut perpcndicular to the Y axis andproduce shear waves_ Most natllra] crystal

is X-cut for longitudinal wave propagationbecauseshear waves are usually propagated

from longitudinal waves, thru mode conversion, with an angled transducer.

Turn to page 1-8.



From page1-7 1-8

The capability of a transducer, and for that matter the testing system, is for the

most part described by two terms - sensitivity and resolution. You will hear these

words often in ultrasonic testing.

The sensitivity of a transducer is defined as its ability to detect small discontinuities.

Actually it does not detect the discontinuities but detects the sound energy reflections

from the discontinuities which, in the A-Scan presentation, are displayed on the CRT

screen as vertical deflections (pips) on the sweep line. In ultrasonic testing we are

looking for discontinuities in the test specimen and since the pip on the CRT screen,

initiated by the transducer, discloses the discontinuity, we can say with reasonable

accuracy that the transducer detects the discontinuity.

Is the following statement true or false .9

Transducer sensitivity is its ability to detect small discontinuities.

False ................................................. Page 1-9

True ................................................ Page 1-10

f_lUlb)



From page 1-8 1-9

False is the wrong choice. Transducer sensitivity is defined as its ability to detect

small discontinuities.

Turn to page 1-10.



From page 1-8 I-I0

Right. Transducer sensitivity is its ability to detect small discontinuities.

Transducer sensitivity can be measured by the amplitude of its response from an

artificial discontinuity in a standard reference block. (More about reference (test)

blocks later.) In the A-Scan presentation, the amplitude of the transducer response

is indicated by the height of the discontinuity pip on the CRT screen. Precise trans-

ducer sensitivity is unique to a specific transducer. Even transducers of the same

size, frequency, and material by the same manufacturer do not always produce identical

pips on the CRT screen.

SCREEN

r'l
i l
I i

r-1
i I
I I

In the illustration above, similar transducers are alternately placed on test block C.

Pip D represents the response from transducer A and pip E represents the response

from transducer B.

You could say the sensitivity of transducer A is ...

less than that of transducer B ............................... Page 1-11

greater than that of transducer B ............................ Page 1-12

9111$_Pl_)



From page 1-10 1-11

You chose the wrong answer. Remember we said that in the A-Scan presentation the

amplitude of the transducer response is indicated by the height of the discontinuity pip

on the CRT screen. In other words, the higher the pip the greater the sensitivity. So,

since pip D is higher than pip E, the sensitivity of transducer A is greater than that

of transducer B.

Turn to page 1-12.



From page 1-10 1-12

Exactly. Pip D is higher than pip E indicating that the amplitude of the response from

transducer A is greater than that from transducer B. Since the response is from the

same discontinuity the sensitivity of transducer A is greater than that of transducer B.

Transducer sensitivity is rated by its ability to detect a certain size flat-bottom hole,

at a specific depth, in a standard reference block. For example the sensitivity of a

transducer might be listed as "No. 2 Alcoa." This means that the transducer is capable

of dctecting a 2/64-inch fiat-bottom _',we, 3 inches below the surface of an aluminum

test block. Or it may simply state how deep a certain size discontinuity can be detected

in a given material.

Which of the following statements is true?

Transducer sensitivity is rated by the amplitude of its response

to a 2/64-inch flat-bottom hole ............................... Page 1-13

The sensitivity of a transducer is rated by its ability to detect a

certain size fiat-bottom hole, at a specific depth, in a standard

reference block ........................................ Page 1-14



From page 1-12 1-13

You selected the statement, "transducer sensitivity is rated by the amplitude of its

response to a 2/64 flat-bottom hole". You made the wrong choice.

In ultrasonic testing, requirements donot always demandthat a very small discontinuity

be detected in the test specimen. It is quite possible that for some uses material with

discontinuities up to 8/64 inch would be acceptable. This type of test would require a

transducer of only limited sensitivity. For this reason, the rating of transducer

sensitivity must be flexible andnot limited to its ability to detect any one size discontinuity.

The depth in a material at which the discontinuity can be detected is also of primary

importance since a transducer capableof detecting a discontinuity 3 inches below the

surface might receive no response from the same size discontinuity 6 inches below

the surface. The sensitivity of a transducer is rated by its ability to detect a certain

size flat-bottom hole, at a specific depth, in a standard reference block.

Turn to page 1-14.



From page 1-12 1-14

Precisely. Transducer sensitivity is rated by its ability to detect a certain size flat-

bottom hole, at a specific depth, in a standard reference block.

Resolution is the ability of a transducer to separate (distinguish between) the sound

reflections from two discontinuities close together in depth or time. In other words,

to produce separate distinguishable pips, on the CRT screen, for each discontinuity.

For example, in the illustration below transducer A would need greater resolving

power than transducer B to detect and effectively display separate sound reflections

from each discontinuity.

TRANSDUCER A

DISCONTINUITIES

j TRANSDUCER B

FIG. 1A FIG. 1B

The ability of a transducer to detect a discontinuity close to the surface of a test part

is often further qualified as surface resolution.

In the illustration below, which transducer would require the greater resolving power to

effectively display the sound reflections from the discontinuity?

Transducer A .......................................... Page 1-15

Transducer B .......................................... Page 1-16

TRANSDUCER A

FIG. 2A

,f,/TRANSDUCER
DISCONTINUITIES

1
FIG. 2B

'_Iki}



From page 1-14 1-15

Wrong choice. Apparently you didn't recognize that the front surface of the part and

the discontinuity shown represent the same condition as two discontinuities close

together.

TRANSDUCER A

/TRANSDUCER

DISCONTINUITY__..__

D|SCONTINUITY

FIG. 2A FIG. 2B

Let's take another look here at figures 2A and 2B, keeping in mind that the front sur-

face of the part is a reflecting surface and represented by a pip on the CRT screen.

You can now see that, as in figure 1A, on page 1-14, we have two reflecting surfaces

close together.

Turn to page 1-16.



From page 1-14 1-16

Fine, you recognized that the front surface of the test part is also a reflecting surface

and represented by a pip on the CRT screen. So again we have two reflecting surfaces

close together and a transducer with greater resolving power would be required.

The resolution or resolving power of a transducer is commonly rated by its ability to

detect a certain size flat-bottom hole, a specific distance from the surface of a stand-

ard reference block. In other words, the transducer that can detect a discontinuity

closest to the test surface has the greatest resolving power.

Which of the following statements describes the resolution of a transducer ?

A transducer capable of detecting a 3/64-inch flat-bottom hole, four

inches below the front surface of a standard reference block ........... Page 1-17

A transducer capable of detecting a 5/64-inch flat-bottom hole, 1/8-inch

below the surface of a standard reference block ................... Page 1-18
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From page 1-16 1-17

Sorry, no. The statement you chose describes transducer sensitivity. Resolution is

the ability of a transducer to display separate pips on the CRT screen for reflecting

surfaces that are close together in depth. A transducer capable of detecting a 5/64-

inch flat-bottom hole, 1/8-inch below the surface of a standard reference block does

just that. It is able to detect sound reflections from a 5/64-inch hole, only 1/8-inch

below the front surface of the test block.

Now turn to page 1-18.
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From page 1-16 1-18

You made the right choice, so obviously you understand the difference between sensi-

tivity and resolution. The transducer capable of detecting a 5/64-inch flat-bottom

hole, 1/8-inch below the surface of a standard test block is capable of detecting dis-

continuities only 1/8-inch apart in depth.

Best resolution is obtained with high frequencies, short pulse width, and careful

damping.

Turn to page 1-19.



From page 1-18 1-19

Transducers are made in many sizes and shapesfrom less than 3/16-inch round to

6-inch wide paint-brush transducers. The many sizes and shapesare a result of much

experience and special needsin manyapplications. Size is a contributing factor in the

performance of a transducer. For example, the larger the transducer, the straighter

the soundbeam (less the beam spread) for a given frequency. However, the narrower

beams of the small, high frequency transducers are better able to detect very small

discontinuitie s.

TRANSDUCER

BLOCK

I

Illustrated above is a 4-inch long, 1-inch square block, all four sides of which are

very rough. The ends are parallel and have a smooth finish so it must be checked

from the end surface. For best results a transducer with a straight beam is needed

to avoid spurious indications from the sides of the block.

One-half inch and three-quarter inch transducers of the same material and frequency

are available. Which would you use?

The 1/2-inch transducer ................................... Page 1-20

The 3/4-inch transducer ................................... Page 1-21



From page1-19 1-20

No, its the other way around. The larger transducer produces the straighter sound

beam which would be less likely to return spurious signals from the sides of the block.

Turn to page 1-21.



From page 1-19 1-21

Right again. At a given frequency thelarger transducer would have a straighter beam

which would be less likely to strike the sides of the block and cause spurious indications.

Size also affects the amount of sound energy transmitted by the transducer. The larger

the transducer the more sound energy it transmits into the test part. When practi-

cable, larger transducers are used to gain deeper sound penetration into a test part.

Sound attenuates {is absorbed} more quickly in some materials than in others so it is

necessary to apply more sound energy to some materials in order to reach the back

surface and get a back reflection.

If test results indicate that the sound energy is not reaching the back surface of the

test specimen you would,. °

use a smaller transducer .................................. Page 1-22

use a larger transducer ................................... Page 1-23



From page1-21 1-22

You chose, use a smaller transducer. Well we are afraid that wouldn't help. The

smaller transducer would transmit less sound energy into the test part andwhat is

neededis more soundenergy to penetrate deeper into the part.

Turn to page 1-23.



From page 1-21 1-23

Good, the larger the transducer the more soundenergy it transmits into the test speci-

men and more energy is what is needed for the sound to reach the back surface of the

test specimen.

As in Volume I, it should be noted again that the term Hertz (Hz) is now the universally

accepted designation for the measure of frequency in place of cycles per second (cps).

However, to avoid possible confusion by using the newer term, the more common phrase,

"cycles per second" (cps), is used in this handbook when referring to the measure of

frequency. It should also be noted that megahertz (mHz) means the same thing as

megacycles (me).

Now to continue our discussion on transducers, large single crystal transducers are

generally limited to the lower frequencies because the very thin, high frequency

crystals are susceptible to breakage and chipping. For example, a 5-Mc crystal is

approximately 0. 020-inch thick and a 10-Mc crystal approximately 0. 010-inch thick.

With other than very rugged materials it is obvious that these crystals are very fragile

and the larger they are the more susceptible they are to damage.

Large single crystal transducers are limited to...

high frequency testing Page 1-24

low frequency testing Page 1-25..OOeOeOOIooeeeoJ.....o....oOO0...O"



From page 1-23 1-24

You said, "Large single crystal transducers are limited to high frequency testing".

Sorry, you have it reversed. The large single crystal transducers are limited to low

frequency testing because they are very thin and fragile, and as you know, a large piece

of thin, fragile material is much more difficult to handle without breaking than a small

piece of the same material.

Turn to page !-25.



From page1-23 1-25

Correct, large single crystal transducers are limited to low frequency testing because

large high frequency crystals are very fragile.

Long, narrow, paint-brush transducers are used to scanwide areas. Paint-brush

transducers are madeup of a mosaic pattern of small crystals carefully matched so

that the intensity of the beam pattern varies very little over the entire length of the

transducer. The beam intensity must be consistant in order to maintain uniform

sensitivity. Paint-brush transduccrs make it possible to scanwide areas at higher

frequencies. Their purpose is to detect discontinuities in the test part. Smaller,

more sensitive transducers are then employedto define the size, shape, orientation

and exact location of the discontinuities.

Which of the following is the better reasonfor testing a large flat plate with a paint-

brush transducer ?

Its carefully matched crystals produce a sound beam of uniform

sensitivity .......................................... Page 1-26

It can scan large areas at high frequencies ..................... Page 1-27



From page 1-25 1-26

Wrong choice. You must have missed the purpose of the paint-brush transducer.

Remember we established that large, high frequency, single crystal transducers are

very fragile? The paint-brush transducer solves this problem since its individual

crystals are smaller andless susceptible to breakage. It is true that the small

crystals of paint-brush transducers must be carefully matched to produce a trans-

ducer of uniform sensitivity.

Turn to page1-27.



From page 1-25 1-27

Fine. You recognized the need servedby the paint-brush transducer; that of scanning

wide areas at frequencies higher than are practical with the more fragile large, single

crystal transducers.

The frequency of a transducer is a determining factor in its application. Lets take a

look at some of the basic characteristics of transducers in relation to frequency.

The higher the frequency of a transducer the straighter the sound beam and the greater

the sensitivity and resolution. But, the attenuation is also greatest and thus the

penetration is poor.

iii
iii
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TRANSDUCER_
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FIG. A FIG. B

In the illustration above which figure represents the transducer with the higher

frequency ?

Figure A ............................................ Page 1-28

Figure B ............................................ Page 1-31



From page 1-27 1-28

Right. The beam spread of the transducer in figure A is less than that of the trans-

ducer in figure B, so it is the higher frequency transducer.

In the illustration below it can easily be seen that sensitivity (ability to detect small

discontinuities) increases as the sound beam becomes straighter. When the sound

beam is spread, less sound is likely to be reflected from a small discontinuity.

HIGH FREQUENCY TRANSDUCER LOW FREQUENCY TRANSDUCER

Illlllltl i

IIIIIIIII I
IIIIIII I,,,,,!!,, I/

II I II
,ll,ll II /I

;i,'w,ii._ I
;"i--i I
,II',! i I
FIG. 1A

DISCONTINUITY

FIG. 1B

For greater sensitivity, which transducer frequency would you choose ?

5 Mc ............................................... Page 1-29

10 Mc ............................................... Page 1-30



From page 1-28 1-29

5 Mc is incorrect. You must not have followed the connection of frequency, beam

spread, and sensitivity. Recall that the higher the frequency of a transducer the

straighter the sound beam, or in other words the less the beam spread. Also, the

straighter the sound beam (the less the beam spread) the greater the sensitivity as

illustrated in figure 1. bIote that there is three times as much sound reflection from

the discontinuity in figure 1A as in figure lB. It follows then that the higher the fre-

quency of the transducer the greater the sensitivity.

HIGH FREQUENCY TRANSDUCER

I|fllllll I
IIIllllll I
IIIIIIIII
iiiiiiiii I /

Illll'l'l J
IIIIIl,II

IIIIII;11 / I
'mPL;.L_ / I
IIII1_ I

- h i i

FIG. 1A

DISCONTINUITY

LOW FREQUENCY TRANSDUCER

FIG, 1B

Turn to page 1-30.



From page 1-28 1-30

Right - the higher the frequency of thetransducer the better the sensitivity.

You have already learned from the previous volume that the higher the frequency of a

soundwave, the shorter its wavelength (f = vA ) and also that the shorter its wave

length the more quickly it will attenuate within the test part. It follows then, that the

quicker the sound energy attenuates the less depth it will penetrate.

Do you agree with the following statement?

The lower the frequency of a transducer the deeper the sound penetration and the less

the attenuation, but the greater the beam spread and the less the sensitivity.

Yes ................................................. Page 1-32

No .................................................. Page 1-33



From page 1-27 1-31

The question was, "which figure represents the transducer with the higher frequency"

and you chose figure B. Figure B is incorrect. The figures are repeated below.

IIIII111_II

itlllllllll

!J111111111I|11
I !'111!'_',II

f 11111 i 
I!J1111!Iii
Jl!t111 ,! 1

_TRANSDUCER

FIG.A FIGoB

Recall we said that the higher the frequency of a transducer the straighter the sound

beam (the less the beam spread). Have another look at the figures. Both transducers

are the same size but the beam spread from each is quite different. The beam spread

from the transducer in figure B is greater so figure A represents the transducer with

the higher frequency. The higher the frequency the straighter the sound beam.

Turn to page 1-28.



From page 1-30 1-32

Glad you agree. You must have recognizedthat the statement, "the lower the frequency

of a transducer the deeper the soundpenetration and the less the attenuation, but the

greater the beam spread and the less the sensitivity", is really just saying that low

frequency transducers have the oppositecharacteristics from high frequency trans-

ducers, which is to be expected.

Crystal thickness is also related to transducer frequency. The higher the frequency of

the transducer the thinner the crystal of the transducer will be. Most ultrasonic test-

ing is done between 0.2 Mc and 25 Mc but contact testing is generally limited to 10 Mc

because crystals cut for use above 10 Mc are too thin and fragile for practicable

contact testing.

If testing conditions required the use of a 15 Mc transducer would you use the contact

testing method or the immersion testing method ?

Contact method ......................................

Immersion method ....................................

Page 1-34

Page 1-35



From page 1-30 1-33

Your answer "no" is incorrect. You probably didn't give it much thought. Look at

the statement again carefully, keeping in mind what you just learned about the charac-

teristics of high frequency in transducers. "The lower the frequency of a transducer

the deeper the sound penetration and the less the attenuation, but the greater the beam

spread and the less the sensitivity."

Turn to page 1-32.



From page 1-32 1-34

You said that you would choose the contact testing method if testing conditions required

a 15 inc. transducer. Apparently you missed the point about the relationship between

the frequency of transducers and their crystal thickness.

The higher the frequency of a transducer the thinner the crystal will be. For example,

a 15 inc. transducer has a crystal only about 0. 007 inch thick and is far too fragile for

practical contact testing. For this reason the immersion testing method would be the

better choice when testing conditions required the use of a 15 inc. transducer.

Turn to page 1-35.



From page 1-32 1-35

Right. You would use the immersion method because the crystal of a 15 Mc transducer

would be too thin and fragile for practical use in contact testing,

The transducers used for contact testing and immersion testing are essentially the

same but are not interchangeable. Each type is made for its specific purpose. Most

contact testing transducers have wear plates in front of the piezoelectric element

(crystal) to protect it from wear. The chief exception to this is the quartz transducers

that are now used very little in aerospace applications. The immersion type transducer

needs no wear plate because it contacts only the water and there is no wear. But they

must be waterproofed since they are submerged when in operation. Various frontal

members are added to both types of transducers.

Contact transducers are either straight beam transducers or angle beam transducers.

The term straight beam means that the sound energy from the transducer is trans-

mitted into the test part normal (perpendicular) to the surface of the test part. Angle

beam transducers direct the sound energy into the test part at angles other than 90

degrees (normal) to the surface.

Straight beam and angle beam transducers are illustrated below. Which is the straight

beam and which is the angle beam transducer ?

TRANSDUCER A

I I
Transducer A = Straight beam

Transducer B = Angle beam .............................

Transducer A = Angle beam

Transducer B = Straight beam ............................
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You were shown the illustration below and asked to indicate which transducer represents

the straight beam transducer and which represents the angle beam transducer. You

said that transducer A is the straight beam transducer and transducer B is the angle

beam transducer. You have them reversed. Take another look at the illustration.

TRANSDUCER A _LUCITE . _TRANSDUCER

I ' ' II i
i

A straight beam transducer is one that directs the sound beam straight into the test

specimen, and an angle beam transducer is one that directs the sound beam into the

specimen at an angle. Transducer B is the straight beam transducer and transducer

A is the angle beam transducer.

Turn to page 1-37.
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Right, transducer A is the anglebeamtransducer and transducer B is the straight

beam transducer•

Straight beamtransducers usually havelucite or quartz plates (sometimes called shoes)

affixed in front of the crystal to protect the crystal and electrodes from wear. Angle

transducers are made by making the wear plate wedge-shapedto the desired angle.

The soundenergy enters the wedgeat a 90 degree angle, passes through the wedge,

and enters the test part at the incident angle determined by the wedge•

TRANSDUCER ......._,_ /1 jl.._ WEDGE
_-.-/---_, I_

SOUNDBEAM___._.,_ i --ANGLE OF INCIDENCE

I
I TEST SPECIMEN
, /
I

Is the following statement true or false ?

The lucite wedge in the illustration protects the face of the crystal and determines the

angle of incidence of the sound beam on the test specimen.

True • • • • • • • • • • • • • • , • • • • • • • • • • • • • • • • • • • • • • • • • • • • • •

False ............................................
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True is the correct choice. The purpose of the wedge is to control the incident angle

of the sound beam but it also protects the crystal.

The disadvantage of the wedge is that some of the sound energy will be lost (attenuated)

in the wedge. The amount of sound energy lost in the wedge will depend upon how far

the sound must travel through the wedge.

TEST S PECIM EN ,,,,,,,,,_

.,_._/TRANSDUCER,

L-jw oo 
TEST SPECIMEN

FIG. 1 FIG. 2

In the illustration above, which configuration would suffer more sound energy loss

between the transducer and the test part ?

Figure 1 ..........................................

Figure 2 ..........................................
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False is incorrect. A lucite wedge, as shownin the illustration, does determine the

angle of incidence of the soundbeam on the test part and also protects the transducer

crystal.

Turn to page 1-38.
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Figure 1 is correct. The soundbeamillustrated in figure 1 travels a greater distance

through the wedgethan the soundbeam in figure 2, so more energy will be lost.

The purpose of anglebeam transducers is to locate and evaluate discontinuities that

lie perpendicular to the test surface or at a considerable angle to the test surface.

This is done by directing the soundbeam into the test part at an angle, andas you

recall from Volume I, soundwaves directed into the test part at an angle divide into

longitudinal and shear waves by mode conversion. Most angle beam testing is done

with shear waves. The figure below illustrates the condition where a straight beam

transducer would miss a discontinuity entirely but an angle transducer would return

strong indications to the CRT screen.

STRAIGHT BEAM TRANSDUCER ANGLE BEAM TRANSDUCER

I LONGITUDINAL SHEAR ",_xx_._,.

'" ', WAVESilIII I _" -
I I I I ! I I ",.x'.\-.!ILL'! I "-':-:£"
I n I,"_'_L.-._ I I \ ". ",II

I ' I I " \"
I I I I I ' DISCONTINUITY ,
l!i,, I [

Would you agree that the purpose of angle transducers is also to generate shear waves ?

Page 1-42

Page 1-43



From page 1-38 1-41

Figure 2 is the wrong answer. The sound energy does not travel as far through the

wedge in figure 2 as it does in figure 1, so less sound energy would be lost. The

farther the sound beam travels in the wedge the more sound energy is lost.

Turn to page 1-40.
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Good. You agree that a primary function of angle beam transducers is to generate

shear waves.

In addition to generating shear waves, angle beam contact transducers are also used

to generate surface waves. As you knowfrom Volume I, surface waves are generated

whenthe incident angle of the soundbeamreaches the secondcritical angleor shear

mode critical angle. At this point the refracted angle of the shear wave is 90 degrees,

or in other words, is parallel to the surface of the test material.

A surface wave transducer then is anangle beam transducer that directs soundenergy

into the test surface at the shear modecritical angle.

Can we also say that a surface wave transducer is an angle beamtransducer that

generates a shear wave with a refracted angle of 90degrees?

Page 1-44
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Sorry you don't agree. The propagation of shear waves is a purpose of the angle

transducer since most shear wave testing is donewith angle beam transducers (or by

angulating the transducer in immersion testing). Although at certain small incident

angles longitudinal waves are producedby mode conversion, angle transducers that

produce longitudinal waves are seldomused. The presence of both shear andlongitu-

dinal wave reflections on the CRT screen make interpretation difficult.

Turn to page 1-42.
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You are right. Apparently you learned the lessons of Volume I well. A surface wave

transducer is an angle beam transducer that generates a shear wave with a refracted

angle of 90degrees which travels along the surface of the test part.

Other types of frontal units are addedto contact testing transducers such as those

illustrated below. The bottom of the wedgeof the angle beam transducer is contoured

to fit a certain size pipe or tubing. In this case a shear wave is being introduced into

the test part. The curve of the wedgeensures goodcoupling betweenthe transducer

and the test part. The cylindrically curved plate on the straight beam transducer does

the same thing. This type of frontal unit is called a curved shoe. Curved shoes are

made to match the contours of unusually shapedparts as well as for common radii as

illustrated.

/
Select the best completion for the following statement.

Devices added to the front of contact transducers to match the curvature of a test part

are called . ..

curved shoes .......................................

contour correction lenses ..............................
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No is the wrong answer. A surface wavetransducer is an anglebeam transducer that

generates a shear wave with a refracted angle of 90degrees. A refracted angle of

90degrees meansthat the direction of propagation of the shear wave will coincide with

the surface of the test part. Thus its name, surface wave.

Turn to page 1-44.
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Right. Devices attachedto the front of transducers that match the curvature of the

test part are called curved shoes. Except on long comparatively flat contours, using

small transducers it wouldbe impossible to maintain satisfactory coupling betweena

flat transducer and a curved test part surface.

Angle beam contact transducers are commonly identified by the refracted angle of the

shear wave produced, or by the refracted angles of both the longitudinal and shear

waves produced, in a given material. Somemanufacturers, however, indicate the

refracted angles of the shear wave in more than one material. Still other manufac-

turers identify their anglebeam transducers by the incident angleof the soundbeam.

The manufacturer's method of identification will have to be determined from the

manufacturer's literature. In any case, with the information available, the refracted

angle of the shear waveproduced in anymaterial can be calculated by applying Snell's

law.

Select the better statement.

All angle beam transducers are identified by the refracted angle of the

shear wave they produce in a given material ..................

Angle beam transducers are identified in different ways by different

manufacturers ......................................
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Contour correction lenses is incorrect. The units described are not lenses, but just

plates or angles with contours cut in them. Contour correction lenses are used only

in immersion testing, more about them later.

Turn to page 1-46.
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Not so. Angle beam transducers are sometimes identified by the refracted angle of

the shear wave produced in a given material, but not always. To date there is no

standard method of identifying angle beamtransducers so this information must be

obtained from the manufacturer's literature.

Turn to page 1-49.
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Correct. Sinceno standard method of identifying anglebeam transducers has been

established to date, this information will have to be obtained from the manufacturer's

literature.

Still other types of frontal units are addedto immersion testing transducers. Spheri-

cally ground and cylindrically groundacoustical lenses are addedto immersion type

transducers to improve sensitivity andresolution, to compensatefor test specimen

contours, andto examine a given depthof the test specimen more carefully.

Cylindrically ground lenses focus the soundenergy to a line and spherically ground

lenses focus the soundenergy to a point. The spherically focused lens produces the

highest concentration of soundenergy but the concentrated energy covers a very small

area. The concentration of soundenergy is not as great by the cylindrically focused

lens but it covers an area the width of the lens.

The transducer illustrated abovehas which type of lens ?

Cylindrical lens .....................................

Spherical lens ......................................
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You are right. The lens illustrated is a cylindrical lens. It focuses the soundenergy

into a line.

Cylindrical lenses are used in two ways; as contour correction lenses, andto increase

the sensitivity and resolution of the equipment. Contour correction lenses are ground

specially to direct the soundenergy normal (perpendicular) to a curved surface at all

points, as shownin view B° Soundso directed will pass through the tubing wall, strike

normal to the back surface (inside wall} and be reflected directly back to the transducer

along the samepath. View A illustrates what will happento the soundenergy if a flat

faced transducer is used to make the same test. Much more soundwouldbe reflected

from the surface anda great deal more would be attenuatedin the tubing wall.

comparatively small amountof soundenergy would return to the transducer.

ference in CRT screen display is also illustrated.

Only a

The dif-

FLAT SHOE

'"-"-_ T UBING

VIEWA

CRT SCREEN DISPLAY

TUBING

CONTOUR
CORRECTION
LENS

VIEW B

Select the correct statement.

Contour correction lenses are cylindrical lenses specially designed to

improve the sensitivity of the test equipment ..................

Cylindrical lenses that cause the sound energy from a transducer to

strike curved test surfaces normal to the surface at all points are

called contour correction lenses ..........................
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Your choice, spherical lens, is incorrect. The lens illustrated is a cylindrical lens.

It is called a cylindrical lens becauseit is curved like a lengthwise slice of a cylinder.

Like cutting a tin can in half lengthwise as shownin view A.

VIEW A

A spherical lens is shaped like a slice off a hollow ball (sphere). See view B.

VIEW B

Turn to page 1-50.
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You chose, contour correction lenses are cylindrical lenses specially designed to

improve the sensitivity of the test equipment. Youhave missed the idea slightly. All

cylindrical lenses improve the sensitivity of the test equipmentby focusing the sound

beam but contour correction lenses do it in a special way.

Ordinary cylindrical lenses focus the sound into a line and along this focal line the con-

centration of soundenergy is the greatest and the sensitivity is the greatest. With

ordinary cylindrically focused transducers the improvement in test results is derived

from the concentration of soundenergy at the focal zone.

The contour correction lens also focuses the soundand has a focal line andfocal zone

but they are not of interest in this special application. Instead the contour correction

lens improves the test results by directing the soundnormal to the curved test surface

at all points. Whensoundenergy strikes normal to a test surface the least amount of

soundis reflected and the most possible penetrates the test specimen. Also at normal

incidence there will be no refraction as the soundenters the specimen. This straight

beam will also strike normal to the back surface andbe reflected directly back to the

transducer. In other words, the contour correction lens makes it possible to duplicate

the ideal testing conditions of a straight beam into a test specimenwith parallel front

and back surfaces, with a resulting CRTscreen display that is easy to interpret.

FLAT SHOE

TUBING

CRT SCREEN DISPLAY

CONTOUR
CORRECTION
LENS

TUBING

Turn to page 1-53.
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Precisely, contour correction lenses are cylindrical lenses that focus the sound

energy from the transducer so that the soundstrikes the curved test part normal to

the surface at all points.

Cylindrical lenses concentrate the soundenergy into a wedgeshapedbeam the width of

the transducer. Spherical lenses concentrate the sound energy into a cone shaped,

blunt-pointed beam. Focusing the sound beam increases its intensity and moves its

point of maximum intensity closer to the transducer, which is also closer to the sur-

face of the test part. Increased intensity means increased sensitivity and moving the

point of maximum intensity closer to the test surface improves the surface resolution.

Acoustical lenses shorten the usable range of the transducer. As can be seen in the

illustration the angle of focus increases sharply, from refraction, when the sound

beam enters the test part. Beyond the focal point the sound beam divergence increases

rapidly.

WATER

-i, \ _ I I / ACOUSTICAL

METAL \ _ I / / / BEAM REFRACTED\/1// / 7 .GREATER
/ CONVERGENCE

O,,,ERGENCE
,:,=_v,,,,,,,r,,_n,',,,=, I '. _ ' NEW POINT

oL.v,,,.,rv_uo_ _..'..., OF FOCUS
...."'_//'"..... IN METALI

i ,- FOCAL DISTANCE
I IF IN WATER

Select the correct statement.

Adding an acoustical lens to a transducer increases its sensitivity

and resolution ......................................

Adding a spherical lens to a transducer increases its usable range . . .
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Your choice is correct. Adding an acoustic lens to a transducer does increase its

sensitivity and resolution, but in a limited area.

Spherical lenses make the greatest improvement in sensitivity and resolution but the

area covered by their concentrated beams is quite small. The cylindrical lenses do

not improve the sensitivity andresolution to the same degree as the spherical lenses

but they have the improved capability across their full width.

Which lens increases transducer sensitivity more ?

Spherical lens ......................................

Cylindrical lens .....................................

Page 1-56

Page 1-57

_)



From page 1-53 1-55

No, it's just the opposite. This is the disadvantage of acoustical lenses. Adding a

spherical lens or a cylindrical lens to a transducer shortens its usable range. The

usable range is shortened because once the sound beam passes beyond the focal point,

it diverges (spreads) very rapidly. Note beam divergence in illustration below.

WATER

____T_ DUCER

BEAM I i I _ACOUSTICAL

METAL BEAM REFRACTED

__ WITH GREATER

CONVERGENCE

wPo,. 
_" ""_ OF FOCUSBEYOND FOCUS .._ /..

IF IN WATER

Turn to page 1-54.
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Right. The spherical lens concentrates the soundbeam into a blunt point of greatly

increased intensity and the sensitivity increases proportionately in the focal zone.

The disturbing effects of rough surfaces and metal noise can often be reduced by con-

centrating the sound energy into a smaller beam. This is true simply because a

smaller area is being looked at. In a smaller area the true discontinuity pip will be

relatively large compared to the combined noise of the other irrelevant indications.

b" ,T ANSOU R

DISCONTINUITIES

_'qb J.

TEST SPECIMEN

In the illustration above two small discontinuities are located in an area of irrelevant

porosity, close to the surface. Which type of transducer would be more likely to pin-

point these discontinuities ?

A small high frequency transducer .........................

A spherically focused transducer ..........................
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You said that a cylindrical lens increases the sensitivity of a transducer more than a

spherical lens. Not so, you have it reversed. The spherical lens increases the

sensitivity of the transducer more than the cylindrical lens.

The increase in sensitivity in both cases is the result of the lens concentrating (focusing)

the sound into a smaller area. The cylindrical lens concentrates the sound into a line

the width of the transducer; but the spherical lens concentrates the same amount of

sound into a single point, a much smaller area than the cylindrical lens, and there-

fore increases the sensitivity more.

Turn to page 1-56.
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Not the best choice. A small, high-frequency transducer might do the job but chances

are it wouldhave a difficult time distinguishing betweenpips resulting from reflections

from the discontinuities andpips of equalamplitude resulting from simultaneous re-

flections from several tiny porosity holes.

Turn to page 1-59.
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A goodchoice. A spherically focused transducer would be better able to pick out the

true discontinuities from the multiple reflections of the irrelevant porosity holes. The

concentrated beam would strike fewer irrelevant discontinuities at one time, thereby

reducing the amplitude of the pips causedby simultaneous reflections from the irre-

levant discontinuities, but still produce strong reflections from the true discontinuities.

Focusedtransducers are described by their focal length - short, medium, long or

extra long. Short focal lengths are for examining areas of the test part close to the

surface. The medium, long and extra long focal lengths are for increasingly deeper

areas. Focusedtransducers are frequently specially designedfor a specific job.

View A describes some terms associatedwith focused transducers.

.... _ TRANSDUCER

_ACOUSTICAL

/ I_ I I / LENS

WATERPATH', ', ; ,'
| I ' /

\ I t i / .METAL SURFACE

• . "- _...-.-FOCAL POINT

-2 It\\ I

/ ,/ I \_ \ J

METAL PATH
OR FOCAL ZONE

VIEW A

_/, TRANSOUCER

DISCONTINUITIES _ TEST SPECIMEN

VIEW B

In view B above several small discontinuities are located close to the surface of the

test part. Which type of focused transducer would be best for locating them ?

Long focal length ....................................

Short focal length ....................................
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Long focal length is the wrong answer. The longer the focal length of the transducer

the deeper into the test part the concentrated point of high sensitivity will be. To

locate discontinuities close to the surface we need a short focal length transducer.

Consider the illustration below. A straight beam transducer, a long focal length trans-

ducer and a short focal length transducer are shown. It is apparent that the short

focus transducer will have the greatest sensitivity (sound intensity) close to the

surface.

STRAIGHT BEAM
TRANSDUCER

I

i

LONG FOCAL LENGTH
TRANSDUCER

SHORT FOCAL LENGTH
TRANSDUCER

FOCAL

I I
I !
I !
I i
I I

I
II

V

The focusing that occurs at the surface of the test part is caused by refraction as the

sound enters the test part.

Turn to page 1-61.
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Youare right. Short focal length transducers have excellent near surface resolution.

Collimators are another device usedto regulate the transducer soundbeam. A col-

limator addedto the front of a transducer reduces the beam spread and produces a

smaller and straighter soundbeam. Collimators are used primarily with small, high-

frequency transducers to reduce their undesirable beam spread but maintain their

sensitivity. The resulting smaller andstraighter soundbeam is better able to evaluate

the size and location of discontinuities. Collimators are madefrom materials that

absorb the spreading soundenergy. In effect the collimator trims off the outer weaker

portion of the soundbeam and leaves the center portion where the beam intensity is the

greatest.

Choosethe statement that best describes the function of a collimator.

A collimator addedto a transducer concentrates the soundbeam into a

straight path and increases the beam intensity .................

Collimators are addedto transducers to reduce the beam spread and

improve the directivity of the soundbeam ....................
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You chose, a collimator addedto a transducer concentrates the soundbeam into a

straight path and increases the beam sensitivity. This is not quite true. The colli-

mator eliminates most of the low intensity portion of the soundbeam and leaves the

high intensity portion but it does not increase the intensity of the beam.

Turn to page1-63.
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Right again. Collimators do reduce the beam spread and improve the directivity of the

sound beam. Sensitivity and resolution are also improved because only the high inten-

sity portion of the sound beam is being used. The area being examined at any one time,

however, will be reduced.

The immersion principle of testing, that of projecting the sound beam through a liquid

path into the test part, can be applied without immersing the test part, by using the

water column (more commonly known as the bubbler or squirter} technique. Views A

and B below illustrate both straight beam and angle beam testing by the water column

technique. When in use the transducer is surrounded by and coupled to the test part

by a flowing column of water.

I / i I _ I

/_//_]__ _:_.______._-_ TEST -_ :

TRANSDUCER OVERFL OVERFLOW

In view C a transducer is mounted on a stationary axle inside a liquid filled tire and

the tire is in contact with the test part. Would you say this is an example of contact

testing or immersion testing ?

LIQUID FILLED TIRE .._41"_(,.._)_11 AXLE STATIONARY

TEST SPECIMEN _ _,_ i__TRANSDUCER

I ' JI
I

VIEW C

Contact testing ......................................

Immersion testing ....................................
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You said that the illustration is an exampleof contact testing. Your answer is in-

correct. It is another example of immersion testing without immersing the test

specimen. Let's take another look at the illustration and review the definitions of

contact and immersion testing.

LIQUIDFILLED TIRE_"_(,__,,.i- AXLESTATIONARY

TEST SPECIMEN_ _.lii_l )_TRANSDUCER

I ' II
!
I

In contact testing the transducer is in contact with the test specimen with only a thin

couplant between to insure efficient sound transmission. In the illustration the trans-

ducer is separated from the test specimen by a quantity of liquid and the tire.

In immersion testing the sound beam is projected through a liquid path to the test

specimen. The liquid is the couplant. That is what we have in the illustration of the

wheel transducer. The sound beam is projected through the liquid in the tire to the

test specimen.

Turn to page 1-65.
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Fine - you recognized the wheel transducer technique as an application of the immer-

sion principle. The sound is projected through a column of water to the test part. It

might well be thought of as a dry immersion technique, however, a fine mist spray is

frequently applied between the tire and the test part to ensure satisfactory coupling.

The wheel transducer is readily adaptable to both pulse-echo and through transmission

testing so has found wide usage in both standard and special applications. A wide

selection of angular settings fore and aft, and sideways are also possible with the

wheel type transducer. The following illustrations further describe the angular capa-

bilities of the wheel type transducer.

SOUND BEAM DIRECTED IN FORWARD DIRECTION

SOUND BEAM DIRECTED TO THE SIDE 90"

SOUND BEAM ANGLED TO THE SIDE AND FORWARD

SOUND PROPAGATED INTO MATERIAL AT 45" ANGLE

ANGLE OF PROPAGATION MAY BE VARIED BY
ADJUSTING POSITION OF WHEEL MOUNTING YOKE

Choose the correct statement.

Wheel type transducers are limited to through transmission

testing ............................................. Page 1-66

Wheel type transducers are used in through transmission testing

and pulse-echo testing ................................... Page 1-67
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Wrong choice. Wheel type transducers are used in both pulse-echo and through

transmission testing. The wheel arrangement is simply a convenient mounting for the

transducer and in no way limits the testing method.

Turn to page 1-67.
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Correct. Wheel type transducers are used in both pulse-echo and through

transmission testing. Wheel type transducers are mounted on either mobile or sta-

tionary fixtures. If the wheel is mounted on a stationary fixture the test material

moves past it. The mobile mounted wheel units run over the test material.

Up to now we have treated transducers in the singular except for a brief mention of

through transmission testing. Actually there are single ultrasonic transducers and

double ultrasonic transducers. The single transducers may be transmitters only,

receivers only, or both transmitter and receiver. Double transducers are in essence

two single transducers mounted side by side for straight beam testing, or stacked for

angle beam testing. In both cases one is a transmitter and the other is a receiver

and they are separated by a sound barrier.

TRANSMITTER_ I,. RECEIVER

..._1 SOUNDBARRIER

! I
I I

,
I

t iI

RECEIVER TRANSMITTER

_ SOUNDBARRIER ._

SIDEBY SIDE STACKED

DOUBLE TRANSDUCERS

Do you agree with the following statement?

Single transducers are either transmitters only or receivers only and double trans-

ducers are one transmitter and one receiver.

Yes ................................................ Page 1-68

No ................................................ Page 1-69
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Yes is the wrong answer. Single transducers can also be both transmitter and

receiver. In fact a large percentage of pulse-echo testing is done with single trans-

ducers that are both transmitter and receiver.

Turn to page 1-69.
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Am glad you don't agree, because single transducers can also be both transmitter and

receiver.

The terms "double transducer" and "double transducer testing" can cause confusion;

they are not necessarily the same. Double transducer testing may be done either with

a double transducer or with two single transducers, one a transmitter and one a re-

ceiver, at separate locations on the test part. In either case the advantage of double

transducer testing is that surface resolution is improved by reducing the dead zone.

This advantage results because the receiver separated from the transmitter can

receive discontinuity signals before the transmitter completes its transmission.

Choose the correct statement.

Double transducers have better surface resolution because

the dead zone is shorter .................................. Page 1-70

Double transducers have better surface resolution because

they have more power .................................... Page 1-71
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Right. Double transducers have better surface resolution because the dead zone is

shorter; and the dead zone is shorter because there is no acoustical interference

between the transmitter and the receiver.

Turn to page 1-72 for a review.
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You chose the statement, "double transducers have better surface resolution because

they have more power." You made the wrong choice. The power or strength of the

pulse is controlled by the generator/indicator instrument, not by the transducer. A

large transducer transmits more sound energy into a specimen than a small one but

the term "double Transducer" in no way reflects the size of the transducer. Double

transducers have better surface resolution because the dead zone immediately in front

of the transducer is practically nonexistant.

Turn to page 1-70.
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.

1-72

The next few pages are different from the ones which you have been reading.

are arrows on this entire page. (Write in the correct number of arrows. )

Do not read the frames below. FOLLOW THE ARROW and turn to the TOP of the

next page. There you will find the correct word for the blank line above.

There

12. surface

13. A transducer capable of detecting a 3/64-inch flat-bottom hole, 1/16-inch below

the surface of a test part has (excellent, good, poor) resolving power.

24. thinner

25. Contact testing is generally limited to low frequencies because crystals cut for

use above 10 Mc are too th and fr for practical contact testing.

36. sensitivity, resolution,

range

37. Spherical lenses make the greatest improvement in sensitivity and resolution but

the a covered by the concentrated beam is very small.
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I I

This is the answer to the blank I

in Frame number 1.

1. four j Frame 2 is next

2. These sections will provide a review of the material you have covered to this point.

There will be one or more blanks in each f

13. excellent

14. The beam spread of transducers of the same material and frequency is related to

their size. The larger the transducer the (more, less) the beam spread.

25.

,

26.

thin, fragile

A straight beam transducer is one that transmits the sound energy into the test

part to the surface of the test part.

37. area

w,

;_. The confusing indications from a rough surface or metal noise can frequently be

reduced by the use of a focused lens.

]



1-74

,

,

14.

15.

26.

27.

38.

39.

frame

By following the arrows or instructions you will be directed to the section which

follows in sequence. Each section presents information and requires the filling

in of

less

The size of a transducer and the amount of sound energy it transmits are also

related. The larger the transducer the (more, less) sound energy

it transmits into the test part.

normal (perpendicular

or at 90 ° )

Contact angle beam transducers transmit the sound energy into the test part at

angles other than normal by shaping the wear plate in the form of a we

spherically

A (short, long)

re solution.

focal length transducer has the best surface

I
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3. blanks (or spaces

or words)

,

15. more

16.

I

39.

27. wedge

Now for the review:

transducers until recent developments in polarized cer

sul

In the past, quartz was used almost exclusively in ultrasonic

and li

Large single crystal transducers are generally limited to (high, low)

frequency te sting.

28. In contact angle beam testing some sound energy is 1

40.

in the wedge.

short

Collimators are added to transducers to reduce b

improve the directivity of the sound beam.

..... :_AI)

s and



I
4. ceramics,

lithium sulphate I
5. The polarized ceramic transducers are the best t

16. low

17.
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of ultrasonic energy.

Long, narrow transducers made up of a mosaic pattern of small crystals carefully

matched to produce a sound beam of uniform intensity are called p

-b transducers.

28. lost (attenuated)

29. The purpose of angle beam transducers is to locate and evaluate discontinuities

that lie p to the surface of the test part.

40. beam spread

41. The technique of immersion testing that employs a flowing stream of water between

the transducer and the test part, but does not require that the test part be immersed,

is called the w c technique.



5. transmitters

6. Lithium sulphate transducers are the best re

17. paint-brush

1-77

18. Paint-brush transducers are used for scanning w

29. perpendicular

of ultrasonic energy.

30.

41.

areas.

Angle beam transducers are also used to generate s

mode conversion.

water column

(bubbler or squirter)

waves by

T_STSPEC,MEN_.\_TR,NSDOCER
I
L

42. The accompanying illustration is an example of (contact, immersion)

testing.

I

r- - - : II)
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6. receivers

.

18.

19.

In a two transducer testing system the best combination would be a

transmitter and a

receiver.

wide

The frequency of a transducer is a determining factor of its capability. The

higher the frequency of a transducer the (less, more) the beam

spread.

30. shear

31. An angle beam transducer that generates a shear wave with a refracted angle of

90 degrees is also called a sur wave transducer.

42. immersion

43. The wheel type transducer is equally adaptable to p

t -t testing.

l-- __IID

-e and



, polarized ceramic

lithium sulphate

8. The capability of a transducer is described by its sensitivity and resolution.

19. less

20.

Transducer sensitivity is its ability to detect sm

Also, the higher the frequency of a transducer the (greater, less)

the sensitivity and resolution.

1-79

31. surface

32.

43.

dis

Devices (usually lucite) added to the front of contact transducers to match the

curvature of a test part are called cur sh

pulse -echo,

through-transmission

44. Single transducers may be t only, r

t and r

only, or both

• ' _ '")



8. small discontinuities

. Transducer sensitivity is measured by the amp of its response,

as displayed on the CRT screen, from an artificial discontinuity in a standard

reference block.

20. greater

21.

1-80

Increasing the sound beam frequency also (increases, decreases)

attenuation.

32. curved shoes

33.

44.

45.

These curved shoes ensure good co

the test part.

between the transducer and

transmitter, receiver,

transmitter, receiver

Two single transducers, one a transmitter and the other a receiver, mounted in a

common case but separated by a sound barrier is called a d

transducer.
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.o

i0.

9. amplitude (height)

Transducer sensitivity is rated by its ability to detect a certain size flat-bottom

hole, at a specific d , in a standard reference block.

21. increases

22. To increase the depth of penetration of the sound beam in the test material, the

frequency should be (increased, decreased)

33. coupling

34.

45. double

Contact angle beam transducers are generally identified by the ref

angle of the s wave generated.

aa _,,b!e transducer testLn_g is done either with two s

one d transducer.

[111_51 __J)

tr__nsducers



depth
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11. Transducer resolution is its ability to produce separate pips on the CRT screen for

discontinuities cl tog in d

22. decreased

23. The lower the frequency of a transducer the less the sound energy attenuates and

the deeper the sound energy will penetrate the part. At the same time, the sensi-

tivity will (increase, decrease) and the beam spread will .k
(increase, decrease) . D

34. refracted, shear

35. Cylindrical lenses on transducers that cause the sound energy to strike curved

test surfaces normal to the surface at all points are called con

cor lenses.

46. single, double

47. Double transducer testing has better s

d zone is shorter.

resolution because the
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11. close together, depth

12.

a specific distance from the su

Transducer resolution is rated by its ability to detect a certain size fiat-bottom hole

of a standard reference block.

Return to page 1-72,frame 13.

23. decrease, increase

24. Transducer frequency andcrystal thickness are also related.

frequency the thi er the crystal.

The higher the

Return to page 1-72,frame 25.

35. contour correction

36. Adding acoustical lenses to transducers increase their se

res but shortens their ra

and

Return to page 1-72,frame 37.

47. surface, dead

48. Turn to page 2-1.

i



CHAPTER 2 -- COUPLANTS 2-1

In ultrasonic testing the couplant, as the name implies, couples the transducer to the

test surface. The primary purpose of the couplant is to provide a suitable sound path

between the transducer and the test surface. As you know from Volume I, air has a

very low acoustic impedance and is a very poor conductor of sound energy. The fore-

most task of the couplant is to exclude all air from between the transducer and the test

surface. The couplant also fills in and smooths out irregularities of the test part surface

and in contact testing aids the movement of the transducer across the test surface. The

couplant can be any of a vast variety of liquids, semi-liquids, pastes, and even some

solids.

Which of the following is the reason for using a couplant between the transducer and

the test surface in ultrasonic testing?

Ultrasonic vibrations (sound energy) do not travel readily through air .... Page 2-2

A lubricant is required between the transducer and the test specimen

to minimize crystal wear ........................... Page 2-3



From page2-1 2-2

Right. A couplant is neededbecausesoundenergy does not travel readily in air.

Where there is an air gap betweenthe transducer and the test part surface the sound

energy will not enter the test specimen. The greatest disadvantageof contact testing

is the difficulty in maintaining uniform acoustic coupling.

Although the couplant may be one of agreat variety of materials, it must satisfy cer-

tain requirements. A couplantmust effectually wet or totally contact both the surface

of the test specimen andthe face of the transducer so that all air is excludedfrom

between the surfaces. A wetting agent is usually addedto the couplant material to en-

sure goodadhesion. The couplantmaterial must also be homogenousandfree of solid

particles or air bubbles.

Select the correct statement.

The couplant must thoroughly wet the face of the transducer and the surface

of the test specimen to ensure a good electrical ground ...........

The couplant must thoroughly wet the face of the transducer and the surface

of the test specimen to ensure good sound coupling ..............

Page 2-4

Page 2-5



From page2-1 2-3

In contact testing the couplant does provide lubrication between the transducer and the

test specimenbut the lubrication is afringe benefit. The purpose of the couplant is to

exclude all air from between the transducer and the test specimen surface becauseair

is a very poor conductor of soundenergy. When there is an air gap betweenthe trans-

ducer andthe test surface the soundenergy is reflected back to the transducer, because

of the high acoustic impedenceratio betweenthe transducer crystal and the air, andno

soundwill enter the test specimen.

Turn to page 2-2.



From page2-2 2-4

Sorry, that was the wrong choice. The couplant must thoroughly wet the face of the

transducer and the surface of the test part to ensure goodsoundcoupling. Thorough

wetting ensures the exclusion of all air from both surfaces.

Turn to page 2-5.

_)



From page 2-2 2-5

Right again, thoroughly wetting the face of the transducer and the surface of the test

specimen ensures that all air will be excluded from both surfaces.

A practical couplant must be easy to apply and easy to remove but have a tendency to

stay on the surface. R must also be harmless to the test surface and the transducer.

Considering these requirements, do you think plain water or plain oil would be a better

couplant in contact testing of metals ?

Water ...................................... Page 2-6

Oil ....................................... Page 2-7

_)



From page 2-5 2-6

You chose the wrong one. Plain water does not make a very good couplant in contact

testing because it runs off the surface too readily, especially if the test specimen is

not perfectly flat. Plain oil would be the better choice because it would stay on the

surface and still be relatively easy to apply and remove.

Turn to page 2-7

.... | ......



From page 2-5 2-7

Yes, plain oil would be better because it would not run off the surface as readily and

still be easy to apply and remove. In practice the oil would have a wetting agent and a

corrosion inhibitor added. Although water alone is just a fair couplant, a mixture of

one part glycerine and two parts water with a wetting agent and a corrosion inhibitor

added is often used on relatively smooth surfaces and is an excellent couplant.

In contact testing the choice of couplant will depend a great deal upon the condition of

the test surfaces to be contacted by the transducer. The water/glycerine mixture or a

very thin oil are fine for relatively smooth test surfaces. For slightly rough surfaces

medium weight oils are used. Heavier oil and grease are used on rough or vertical

surfaces. Specially formulated liquid and paste couplants are marketed by manufac-

turers of ultrasonic testing equipment. The temperature and composition of the ma-

terial to be tested must also be considered when choosing a couplant. In circumstances

where the use of liquid or paste type couplants is undesirable, thin rubber or rubber-

like materials are used.

Which of the following is the determining factor in selecting a couplant ?

Size and frequency of the transducer ..................... Page 2-8

Condition of the test surface .......................... Page 2-9



From page 2-7 2-8

No, you made the wrong choice that time. The size and frequency of the transducer

have nothing to do with determining the type of couplant to use for a given test.

The condition of the test surface is a determining factor in selecting a couplant. Dif-

ferent degrees of surface roughness will require couplants of different consistencies.

The temperature of the test surface must also be considered.

_drn to page 2-9.

_)



From page 2-7 2-9

Your choice of, condition of the test surface is a determining factor in selecting a

couplant, is correct. Generally speaking the rougher the test surface the more viscous

the couplant should be.

In all cases the film of couplant should be as thin as possible and still provide uniform

coupling of sound energy between the transducer and the test surface; and the thickness

of the couplant must not vary appreciably. If the couplant is too thick, sound energy is

lost by attenuation and interference. If the thickness of the couplant varies appreciably,

the couplant acts like a wedge and alters the direction of the sound beam which will

result in confusing indications on the CRT screen.

Select the correct statement.

In contact testing the couplant must be applied carefully to ensure good

sound energy transfer into the test specimen ................ Page 2-10

In contact testing, if the correct couplant is used, application is no

problem provided plenty of couplant is used ................. Page 2-11



From page2-9 2-10

Right. The couplant must be carefully applied to ensure good soundenergy transfer

into the test specimen. In ultrasonic testing the couplant is a most important link.

The couplant also serves as an acoustic impedancematching media. A couplant should

have an acoustic impedancebetweenthat of the transducer face and the test surface,

preferably approaching that of the test material. If the acoustic impedanceof the

couplant is other than betweenthose of the transducer andthe test surface, unnecessary

loss of soundenergy will occur.

Select the correct statement.

The acoustic impedanceof a couplant shouldbe greater than the acoustic

impedanceof the test specimen ........................ Page 2-12

The acoustic impedanceof a couplant shouldbe betweenthe acoustic

impedanceof the transducer and that of the test specimen.......... Page 2-13



From page2-9 2-11

No, plenty of the right couplant will notnecessarily do the job. When relatively smooth

surfaces, which require only a very thin couplant, are being tested, using plenty of

couplantmight ensure good coupling but whengreases, pastes or solids are used it is

most important that the layer of couplantbe as thin as possible and that the face of the

transducer be kept parallel to the surface of the test specimen.

Turn to page 2-10.

II)



From page 2-10 2-12

The statement you chose, "the acoustic impedance of a couplant should be greater

than the acoustic impedance of the test specimen, " is not correct.

Remember we said that the couplant also serves as an acoustic impedance matching

media. To perform this service its acoustic impedance must be between the acoustic

impedance of the transducer and the acoustic impedance of the test specimen.

Turn to page 2-13.

_)



From page 2-10 2-13

Right. The acoustic impedance of a couplant should be between the acoustic impedance

of the transducer and that of the test specimen.

In immersion testing the couplant is the liquid, usually water with a wetting agent and

a corrosion inhibitor added.

Turn to page 2-14 for a review.
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From page 2-13

1. Ultrasonic vibrations (sound energy) travel (poorly, readily)

through air.

3. Wet

4. A practical couplant must be easy to ap , and easy to re

but still have a tendency to st on the surface.

6. corrosion inhibitor

7. The choice of couplant is largely dependent upon the condition

of the t sur

9. uniform

10. The acoustic im

acoustic im

of a couplant should be between the

of the transducer and that of the test specimen.

...... l ,. II)
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1. poorly

2. Since air is a very poor conductor of sound energy a cou

between the transducer and the test specimen to exclude air.

t is used

4. apply, remove, stay

5. To improve their wetting ability and help them stay on the surface,

couplants have we ag added to them.

2-15

7. test surface

. To ensure good sound transfer the couplant must be as th

as practicable.

10.

11.

impedance, impedance

In immersion testing the couplant is the

L_ _ ,U I1',
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2. couplant

3. To exclude all air from between the transducer and the test surface

the couplant must w the surface.

5. wetting agents

6. Most couplants also have a cor

Return to page 2-14,
frame 4.

inh added.

Return to page 2-14,frame 7.

8. thin

9. The thickness of the couplant must also be kept uni

prevent altering the direction of the sound beam.

to

Return to page 2-14,

frame 10.

11. liquid (water)

Turn to the next page and begin Chapter 3.
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CHAPTER 3 -- STANDARD REFERENCE BLOCKS AND CALIBRATION BLOCKS 3-1

Standard Reference Blocks

In ultrasonic testing all discontinuity indications (pips) are compared to a reference

standard. The reference standard may be any one of many reference blocks or sets of

blocks specified for a given test. The ideal reference standard would be a mate to the

part being tested with known discontinuities. Certain standard reference blocks (often

called test blocks) are used primarily for contact testing, others for immersion test-

ing, and some for both. Still other standard reference blocks are made for specific

applications. Only those in common usage will be discussed in this chapter.

Turn to page 3-2.



From page3-1 3-2

Standard reference blocks are made from carefully selected, ultrasonically tested

stock that meets predetermined standards of attenuation, grain size, and heat treat

and that is discontinuity free. They are made from either square or cylindrical stock

with ends cut parallel. An artificial discontinuity, in the form of a precisely drilled

flat-bottom hole, is then added at the center of one end of the block. A cross section of

a standard reference block is illustrated in view A. Dimensions A, B and C must be

precise and the bottom of the flat-bottom hole must be parallel to the test surface of

the block and be absolutely flat.

FLAT-BOTTOM HOLE_

TEST SURFACE

1
VIEW A

In views B and C below, which represents an acceptable reference block?

^

r I
I I I I

VIEW B VIEW C

View g ...................................... Page 3-3

View C ...................................... Page 3-4



From page 3-2 3-3

View B is the wrong choice. Take another look at those two views.

r% F7
I i I t I
I I i I I

VIEW B VIEW C

Now do you see it? The hole drilled in the bottom of the block in view B is not flat-

bottomed. Sound energy striking such a surface would be reflected in all directions

and the reflections returning to the transducer would not be representative of the size

of the hole (artificial discontinuity). Note the illustrations below. But when the sound

strikes the flat-bottom hole a maximum amount of sound energy will be reflected back

to the transducer that is representative of a discontinuity the size of the hole in the

block, at the same depth.

TRANSDUCER _. /TRANSDUCER

J

J
I

I I
I I

VIEW B

I I
I I

VIEW C

Turn to page 3-4.



From page 3-2 3-4

Right. In view C the hole drilled in the bottom of the block has a flat bottom while the

one in view B does not. A flat-bottom hole will reflect a maximum amount of sound

energy for the size discontinuity it represents. If the bottom of the hole is irregular

the amount of sound reflected will vary with the irregularity and such holes would be

impossible to duplicate. The flat-bottom hole represents the ideal discontinuity sur-

face and is a repeatable standard.

The three most familiar sets of standard reference blocks are the Alcoa series A, area

amplitude blocks, the Alcoa series B, or Hitt, distance amplitude blocks, and the ASTM

basic set that combines area and distance amplitude blocks. Area amplitude blocks

provide standards for discontinuities of different sizes, at the same depth, in a given

material. Distance amplitude blocks provide standards for discontinuities of the same

size, at different depths, in a given material.

Which of the following is correct?

Area amplitude blocks provide discontinuity size reference and distance

amplitude blocks provide depth reference ................... Page 3-5

Area amplitude blocks provide discontinuity depth reference and distance

amplitude blocks provide size reference ................... Page 3-6



From page 3-4 3-5

Right again. The area amplitude blocks provide a standard reference for discontinui-

ties of several sizes, at a given depth, in a given material; and the distance amplitude

blocks provide a standard reference for a given size discontinuity at varying depths, in

a given material.

The Alcoa series A, area amplitude blocks, illustrated below, consists of eight blocks

3-3/4 inches long and 1-15/16 inches square. Eachblock has a 3/4-inch deepflat-

bottom hole drilled in the center of thebottom surface. The hole diameters vary from

1/64 inch to 8/64 inch. The blocks are numbered to correspond with the diameter of

the holes. That is, the No. 1 block has the 1/64-inch diameter hole, the No. 2 block

has the 2/64-inch diameter hole, andso on through the No. 8 block which has the

8/64-inch diameter hole.

What diameter hole would the No. 6 block have?

6/64 inch .................................... Page3-7

3/4 inch .................................... Page3-8



From page 3-4 3-6

Sorry, it's the other way around. Area equals size anddistance equals depth. The area

refers to the size of the side of the discontinuity facing the transducer. Distance refers

to how far the discontinuity is from thetest surface, or in other words, how deepin the

test block.

Turn topage 3-5.



From page3-5 3-7

Right, the No. 6 block would have a 6/64-inch diameter hole. All of the holes are

3/4-inch deepand all of the area amplitude blocks have a three-inch metal distance.

Metal distance is the distance from the top surface of the block to the flat-bottom hole

(artificial discontinuity). The metal distance is the same for all the blocks in an area

amplitude set but is different for eachblock in a distance amplitude set. Only the size

of the artificial discontinuities (flat-bottom holes) is different in the area amplitude

blocks. Area amplitude blocks provide a means of checking the linearity of the test

system; that is, they are used to confirm that the amplitude (height) of the pip on the

CRT screen increases in proportion to the increase in size of the discontinuity. Sim-

ilar area amplitude blocks are made from 2-inch diameter stock.

Area amplitude blocks can be used to verify the test systems linearity because...

the metal distances differ in proportion to the hole size ............. Page 3-9

the artificial discontinuities increase proportionately in size while the

metal distance remains the same ............................ Page 3-10



From page3-5 3-8

Your selection of 3/4-inch is incorrect. All of the holes are 3/4-inch deepbut the

No. 6 block would have a 6/64-inch diameter hole. To repeat, the block No. and hole

size relationship is shownbelow.

No. 1block

No. 2block

No. 3 block

No. 4 block

No. 5 block

No. 6 block

No. 7 block

No. 8block

- 1/64-inch diameter hole

- 2/64-inch diameter hole

- 3/64-inch diameter hole

- 4/64-inch diameter hole

- 5/64-inch diameter hole

- 6/64-inch diameter hole

- 7/64-inch diameter hole

- 8/64-inch diameter hole

Turn to page3-7.



From page 3-7 3-9

k

No, that's not the reason. The metal distances do not differ in the area amplitude set

of test blocks. It is because the metal distances are the same in all eight blocks that

a direct comparison can be made of the responses (pips) from discontinuities (flat-

bottom holes) of different sizes. The difference in size of the flat-bottom holes is the

only variable from block to block, so the change in pip height on the CRT screen must

be directly related to the change in the size of the flat-bottom hole (artificial discon-

tinuity).

Turn to page 3-10.



From page3-7 3-1r}

Exactly right. The area amplitude blocks canbe used to verify the linearity of the

testing system because the only variable in the blocks is the size of the artificial dis-

continuity. Therefore if the pips on the CRT screen increase in size in proportion to

the size of the flat-bottom holes (artificial discontinuities) in the blocks, the testing

system is linear.

The Alcoa series B, or Hitt, distance amplitude blocks, shownbelow, consists of 19,

2-inch diameter blocks. All the blocks have a 3/4-inch deepflat-bottom hole drilled

in the center of the bottom surface. The hole diameter is the same in all the blocks of

a set. Sets are available with hole diameters of 3/64 inch, 5/64 inch or 8/64 inch.

The blocks vary in length to provide metal distances of 1/16 inch to 5-3/4 inches from

the test surface to the flat-bottom hole. The metal distances are 1/16 inch, 1/8 inch,

through 1 inch in eighth inch increments, and 1-1/4 inches through 5-3/4 inches in

half inch increments. Distance amplitude blocks serve as a reference to evaluate the

size of discontinuities found at varying depths within the test material.

_'_--_ 2 _ DIMENSION A
1/16

1/4

3/8
1/2
5/8
3/4

7/8

1 1/4
1 3/4

2 3/4

3 1/4
3 3/4

DIMENSION B 4 1/4
3/64 4 3/4
5/64 5 1/4
8/64 5 3/4

In a given set of distance amplitude blocks which is the known variable ?

The flat-bottom hole size ................................. Page 3-11

The metal distance ...................................... Page 3-12



From page3-10 3-11

You probably didn't think that questionover very carefully. In a given set of distance

amplitude reference blocks only the metal distance varies. The diameter of the flat-

bottom holes will all be the same. Thehole diameters do vary from one set of distance

amplitude blocks to another.

Turn to page3-12.



From page3-10 3-12

Right, the metal distance is the only variable in a given set of distance amplitude test

blocks. The flat-bottom hole diameter varies only from one set of blocks to another.

In addition to being used to evaluate the size of discontinuities at varying depths, the

distance amplitude blocks are used to standardize the testing equipment. Standardizing

does two things; it verifies that the instrument/transducer combination is performing

as required and it establishes an instrument gain setting at which the CRT screen dis-

play is meaningful for the material to be tested. Standardizationwill be discussed in

more detail in a later chapter.

Evaluation of discontinuities within the test material is accomplished by comparing the

amplitude (height} of the pips from themwith the amplitude of the pip from the arti-

ficial discontinuity of knownsize in the reference block with a metal distance that is

closest to the depth of the discontinuity in the test material. The depthof the discon-

tinuity in the test material will be knownby its position on the CRT screen.

If the pip on the CRT screen indicates a discontinuity 1-3/8 inches below the surface

of the test specimenwhich reference block would you compare it to ?

Reference block with 1-1/4 inches metal distance ................. Page 3-13

Reference block with 1-3/4 inches metal distance ................. Page 3-14



From page3-12 3-13

Right, the reference block with the 1-1/4 inch metal distance has the artificial discon-

tinuity (flat-bottom hole} nearest to the same distance from the test surface as the dis-

continuity in the test specimen.

When comparing the pips from a discontinuity in the test specimen to those from the

artificial discontinuity in the reference block, it is important to remember that the

artificial discontinuity is an ideal reflecting surface while the reflecting surface of the

discontinuity in the test part will be less than ideal. This means, for example, that a

pip from a 3/64-inch discontinuity in the test specimen would be shorter than the pip

from a 3/64-inch artificial discontinuity (flat-bottom hole}, even though they were both

the same distance below the surface, and in the same kind of material.

When the amplitude of a pip from a discontinuity in a test specimen is the same as that

from an artificial discontinuity in a reference block, and both are the same depth below

the surface, is the discontinuity in the test specimen smaller than, the same size as,

or larger than the artificial discontinuity?

Smaller than .......................................... Page 3-15

The same size as ....................................... Page 3-16

Larger than ........................................... Page 3-17
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The 1-3/4 inch metal distance block would not be the best choice. The 1-1/4 inch

block would be a better choice becausethe 1-1/4 inch metal distance more nearly

duplicates the depth of the discontinuity in the test part. 1-1/4 inches is closer to

1-3/8 inches than 1-3/4 inches is. It is obvious that the probability of the reference

block metal distance exactly duplicating the discontinuity depth is very small, but the

metal distance that most nearly duplicates it shouldbe used.

Turn to page3-13.
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From page 3-13 3-15

You made the wrong choice. When the pip amplitude from a discontinuity in a test

specimen is the same as that from an artificial discontinuity (flat-bottom hole) in a

reference block, and both are at the same depth below the surface, the discontinuity in

the test specimen will be larger than the artificial discontinuity.

Note the illustration below. In view B the sound beam strikes the flat-bottom hole

(artificial discontinuity) in the reference block. This is a smooth, flat surface parallel

to the test surface so it will reflect the mmximum amount of so,,.md energy that a dis-

continuity of this size can reflect, and will project a pip on the CRT screen of, for

example, 1 inch. In view A the sound beam strikes the discontinuity in the test speci-

men and since it is unlikely that this surface will be perfectly flat and parallel to the

test surface, it will reflect something less than the maximum amount of sound energy

that a discontinuity of this size could reflect. It would, therefore, project a pip on the

CRT screen of something less than 1 inch. So you can see that if the true discontinuity

and the artificial discontinuity are the same size, the pip from the true discontinuity

will always be smaller. It follows then that if the pips were the same size, the true

discontinuity would be larger than the artificial discontinuity.

TRANSDUCER

TEST SPECIMEN
/

VIEW A

I

i

I i

VIEW B

REFERENCE
/BLOCK

Turn to page 3-17.



From page 3-13 3-16

You made the wrong choice. When the pip amplitude from a discontinuity in a test

specimen is the same as that from an artificial discontinuity (flat-bottom hole) in a

reference block, and both are at the same depth below the surface, the discontinuity in

the test specimen will be larger than the artificial discontinuity.

Note the illustration below. In view B the sound beam strikes the flat-bottom hole

(artificial discontinuity) in the reference block. This is a smooth, flat surface parallel

to the test surface so it will reflect the maximum amount of sound energy that a dis-

continuity of this size can reflect, and will project a pip on the CRT screen of, for

example, 1 inch. In view A the sound beam strikes the discontinuity in the test speci-

men and since it is unlikely that this surface will be perfectly flat and parallel to the

test surface, it will reflect something less than the maximum amount of sound energy

that a discontinuity of this size could reflect. It would, therefore, project a pip on the

CRT screen of something less than 1 inch. So you can see that if the true discontinuity

and the artificial discontinuity are the same size, the pip from the true discontinuity

will always be smaller. It follows then that if the pips were the same size, the true

discontinuity would be larger than the artificial discontinuity.

illll
iIIJ

lllJ
f

/

j TEST SPECIMEN

REFERENCE BLOCK......._,

VIEW A

tl
!

|

VIEW B

Turn to page 3-17.
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Exactly right. When the pip amplitude from a discontinuity in a test specimen is the

same as that from an artificial discontinuity in a reference block, at the same depth

below the surface, the discontinuity in the test specimen is larger than the artificial

discontinuity. This is true because the artificial discontinuity will invariably have a

better sound energy reflecting surface than the true discontinuity.

The basic set of ASTM reference blocks, as we said before, is a combination of area

and _distance amplitude blocks. The ASTM basic set of reference blocks consists of ten

2-inch diameter blocks. Again each block has a 3/4-inch deep hole drilled in the

center of the bottom surface. One block has a 3/64-inch diameter hole and a metal

distance of 3 inches from test surface to flat-bottom hole. Seven blocks have 5/64-inch

diameter holes and metal distances of 1/8-inch, 1/4-inch, 1/2-inch, 3/4-inch, 1-1/2

inches, 3 inches and 6 inches. The remaining two blocks have 8/64-inch diameter

holes and metal distances of 3 inches and 6 inches. In this basic set the three, 3 inch

metal distance blocks, with the 3/64-inch, 5/64-inch, and 8/64-inch diameter holes,

provide the area amplitude relationship and the seven blocks with the 5/64-inch holes

at varying metal distances provide the distance amplitude relationship.

Which is the more important advantage of the basic set of ASTM reference blocks ?

The basic set of ASTM reference blocks provides both area amplitude and

distance amplitude references in one set ....................... Page 3-18

The basic set of ASTM reference blocks covers a wider range of conditions

with fewer blocks ....................................... Page 3-19
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Right, the main advantage to the basi____cset of ASTM reference blocks is that they pro-

vide area amplitude and distance amplitude references in one small set. The full set

of ASTM reference blocks consists of 46 blocks.

Although up till now the specific material of the standard reference blocks has not been

mentioned it is most important that the test block material be the same or similar to

that of the part being tested. Alloy content, heat treatment, amount of hot or cold

worMng from forging, rolling, etc. all affect the acoustical properties of the material.

If test blocks of identical material are not available, they must be similar in sound

attenuation, sound velocity and acoustic impedance. Standard reference blocks should

be available of all materials regularly tested.

When choosing a standard reference block with which to evaluate the sound energy

responses from a test specimen...

the material of the reference block is not important as long as the

metal distance of the reference block is the same as or close to the

depth of the discontinuity in the test part ....................... Page 3-20

the material of the reference block must be the same as or similar

to that of the test part .................................... Page 3-21
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You missed the idea of the basic set of ASTM reference blocks. The main advantage

of this set is that it combines area amplitude and distance amplitude references in one

set.

Turn to page3-18.
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You selected the wrong answer. Whenchoosing a standard reference block with which

to evaluate the soundenergy responsefrom a discontinuity in a test part the reference

block metal distance must be close to the same as the depthof the discontinuity in the

test part but it is also most important that the reference block material be the sameas

or similar to that of the test part. Soundenergy reflections from discontinuities of

the same size, at the same depth, in dissimilar materials can be vastly different, so

no worthwhile evaluation could be made.

Turn to page3-21.
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Right, the material of the reference block must be the same as or similar to the

material being tested to make a worthwhile evaluation of the discontinuity in the test

specimen.

Standard reference blocks do not by any means provide all the answers to discontinuity

evaluation. For irregularly shaped parts it is often necessary to make one of the parts

into a reference standard by adding artificial discontinuities to it in the form of flat-

bottom holes, saw cuts, notches, etc. In some cases these artificial discontinuities

can be so placed that they will be removed by subsequent machining of the part. In

other cases special individual techniques may have to be developed by careful study of

a part ultrasonically, and then verifying the discontinuities detected by destructive in-

vestigation. The results of the study then become the basis for the testing standard.

Pipe and tubing reference standards are usually made by cutting notches or slots in

both the inside diameter and outside diameter walls of a representative sample.

In ultrasonic testing all discontinuity indications are evaluated by comparing them to...

standard reference blocks such as the Alcoa series A and B blocks and

the ASTM reference blocks ................................ Page 3-22

standard reference blocks or to specially prepared representative

samples ............................................. Page 3-23



From page3-21 3-22

NO, the standard reference blocks alone are not enoughto do the job. They are fine

for a large percentage of ultrasonic testing applications but many other applications

require specially made reference standards.

Return to page3-21 andreread the secondparagraph. Then choosethe other answer.
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Right. Both the standard reference blocks and specially made reference standards

are required to evaluate the discontinuity indications received in ultrasonic testing.

Whentesting complex assemblies it is likely that both will be used.

The terms standard reference blocks or standard test blocks are generally understood

to meanthe blocks you have just learned about. However, there is another type of

blocks, also referred to as test blocks or reference blocks, that are more correctly

designated standard calibration blocks.

Calibration Blocks

Specially designed calibration blocks are used in contact testing to check the operation

of ultrasonic instruments and transducers and to make certain adjustments to the

instruments to best suit the testing conditions. "Calibration blocks" are often referred

to as "standard reference blocks, " but in the sense of providing artificial discontinui-

ties of known size and depth for comparison to discontinuities found in parts being

tested, they are no___treference blocks. They are reference blocks in the sense that

adjustments to ultrasonic instruments are repeatable when made to the fixed dimen-

sions of these blocks.

Turn to page 3-24.
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Now you are ready to start back through the book and read those upside-down pages.

TURN ORROTATE THE BOOK180° - LIKE THIS

READ PAGE 3-25 AND CONTINUEAS BEFORE.
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The IIW (International Institute of Welding) calibration block is illustrated below. The

IIW calibration block provides knowndistances and angular relationships for adjusting

(calibrating) the CRT screen presentation to best represent the thickness of the test

specimen, to verify the angle of anglebeam transducers, to verify the beam exit point

of anglebeam transducers, to adjust the instrument for maximum resolution, and to

determine relative sensitivity of the instrument andtransducer.

4 BI
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PLASTIC INSERT

Which of the following statements describes the purpose of the IIW calibration block?

The purpose of the IIW calibration block is to provide a direct relation-

ship between artificial discontinuities in the block and true discontinuities

in a test specimen ...................................... Page 3-26

The IIW calibration block is used to check certain operational character-

istics of ultrasonic instruments and transducers and in making certain

adjustments ........................................... Page 3-27
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No, that is what the IIW calibration block doesno..__tdo that its cousins the Alcoa and

Hitt standard reference blocks do.

The IIW calibration block is a standard reference to which ultrasonic instrument and

transducer capabilities canbe checked, and to which repeatable adjustments can be

made.

Turn to page 3-27.
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Right, the IIW calibration block is used to verify certain operational capabilities of

ultrasonic instruments and transducers and in making certain adjustments.

In contact angle beam testing the beam exit point of the transducer must be known to

accurately determine the location of discontinuities in a test part. The beam exit point

of a transducer is the point at which the axis of the sound beam leaves the transducer.

In the illustration below the IIW block is being used to verify the beam exit point of the

transducer. From the position shown the transducer is moved back and forth until the

pip on the CRT screen reaches maximum amplitude. The focal point (line) on the IIW

block then corresponds with the beam exit point on the transducer.

BEAM EXIT POINT _1_ _ /TRANSDUCER

FOCAL POINT _

S I I I I
75" 70" 60"

• 09 o0_ .Oh

I I i I I i I

0

Assume that when the transducer is located as shown in the illustration, the pip on the

CRT screen is at maximum amplitude.

Is the beam exit point correctly marked on the transducer ?

Ye s ................................................ Page 3-28

No Page 3-29
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!

Yes is the correct answer. We said that the pip on the CRT screen was at maximum

amplitude, and since the beam exit point line on the transducer is perfectly aligned with

the focal point (line} on the IIW block, the transducer beam exit point line is correctly

located. If the two lines are not perfectly aligned when the pip amplitude is at the

maximum, the beam exit point line on the transducer should be relocated to match the

focal point line on the IIW block, or the mismatch should be noted on the transducer

data sheet.

The plastic wedge of angle beam transducers is subject to wear in normal usage and

this wear can change both the beam exit point and the angle of the sound beam. In the

illustration below the IIW block is being used to verify the angle of refraction of the

transducer sound beam. From the position shown the transducer is moved back and

forth until the sound reflection from the 2-inch hole in the block produces a pip of

maximum amplitude on the CRT screen. The angle of the sound beam can then be

read from the degrees scale on the block at the point where the transducer beam exit

point meets the block. In the illustration the block verifies that the angle of the sound

beam from a 60 degree transducer is 60 degrees.

BEAM EXIT POINT _ /_

I I I I I_q I |

40" 50°/ 60 ° LJ
0

/

2" DIAMETER HOLE

°09 .OL °gL (_ II I I I

DEGREE TRANSDUCER

Which would you check first ?

Angle of transducer sound beam

Transducer sound beam exit point

ooleeoDlleeeoooooeoleoomlmol

oooeoeeloIooooeoeooltoIoll.

Page 3-30

Page 3-31
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You said no, that the beam exit point on the transducer in the illustration is not cor-

rectly marked. You either need to take another look or you don't understand the cri-

teria for verifying the beam exit point of an angle transducer. Let's take another look.

The I1W block is so designed that when any angle transducer is placed on the IIW block,

as shown in the illustration, near the focal point, the maximum sound reflection will be

received from the radius of the block when the axis of the transducer sound beam

passes through the focal point of the block. (The focal point of the block is a point at

the top of the line identified "FOCAL POINT" in the illustration). Therefore, whenever

the sound reflection from the radius of the block is at the maximum (indicated by a pip

on the CRT screen of maximum amplitude), the axis of the sound beam (beam exit

point) coincides with the focal point on the block.

BEAM EXIT POINT __ _ /TRANSDUCER

! _ I/ u I u i

J- IJ 75° 70° 60"

I1 I "i 9 I "°1_ I'_'1 0

Turn to page 3-28.
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You didn't think that one out. It would not be wise to check the angle of the transducer

sound beam first because determining the angle of the sound beam is dependent upon an

accurately located beam exit point. The location of the beam exit point of the trans-

ducer on the degrees scale of the IIW block, when the sound beam reflection is the

greatest, determines the angle of the transducer. So, if the beam exit point is in

error the angle reading would be also. It would be best to verify the transducer beam

exit point first.

Turn to page 3-31.
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Right. It is most important that the sound beam exit point be checked first because the

first step in checking the angle of a transducer is to place the transducer on the IIW

block with the beam exit point aligned with the degree mark on the block that corre-

sponds to the nominal angle of the transducer. If the beam exit point marking is in-

correct, the check will be meaningless.

The resolving power of the testing equipment can be estimated by placing the trans-

ducer on the IIW block as shown in view A. The degree of separation of the pips, on

the CRT screen, from the three reflecting surfaces indicates the resolving power of

the instrument/transducer combination. This resolution check differs from that made

with the Alcoa or Hitt reference blocks since this check is made at a metal distance of

approximately 4 inches whereas with the Alcoa or Hitt blocks it is made close to the

surface.

TRANSDUCER_

I

"!/JI
I
I
I I
I I
I I
I I
I I
I I

I

VIEW A

GOOD BAD

CRT DISPLAY

If the instrument/transducer combination cannot separate the pips satisfactorily

you would...

try a different transducer ................................. Page 3-32

use a reference block of different material ...................... Page 3-33
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Right, if the instrument/transducer combination cannot separate the pips satisfactorily

it is very likely that a transducer of greater resolving power is required for the

material to be tested. This is part of the purpose of the IIW block, to determine if

the equipment is capable of performing the required tests•

The IIW block is made from mild steel and all its dimensions were carefully calculated

based on its sound velocity (5940 m/sec). Similar blocks of other materials would

have slightly different dimensions depending upon the sound velocity of the material.

As is true with the Alcoa and Hitt reference blocks, the material of the calibration

block should be of the same material as the specimen being tested• For example, the

angle of refraction of any angle transducer would be quite different in aluminum than in

steel.

If an IIW calibration block were made of aluminum, would it have the same dimensions

as the steel block?

Yes ....... Page 3-34

No Page 3-35
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No, using a reference block of different material would hardly solve the problem,

since the reference block must be of the same material as the test specimen if the

resolution ability reference is to be of anyvalue.

Turn to page 3-32.

,
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Yes is the wrong answer. Some of the dimensions of the aluminum block would have to

be different from the steel block because the sound velocity in aluminum is different

than the sound velocity in steel and the dimensions of an IIW calibration block are based

on the velocity of the material.

Turn to page 3-35.

("
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Right. Since the dimensions of the I1W block are based on the sound velocity in mild

steel they would not all apply to the aluminum block which has a different sound velocity.

The miniature angle beam block shown below is similar to the IIW calibration block,

but is limited to instrument range calibration, and transducer beam exit point and re-

fracted angle verification. It is intended for use away from the testing laboratory.

The reference plate, also shown below, is another type of direct comparison reference

for evaluating the size and depth of discontinuities found in a test specimen.

-- 3" =1

I O. 750"
I
I

1
0.060" HOLE

FOCAL POINT

MINIATURE ANGLE BEAM BLOCK

Turn to page 3-36 for a review.
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From page 3-35

1. In ultrasonic testing, all discontinuity indications (pips) are compared to a

ref start for evaluation of size.

7. size

8. In a set of area amplitude blocks the metal distances are all (alike, different)

14. area

15. The basic set of ASTM reference blocks is a combination of

amplitude and amplitude blocks.

21.

TRANSDUCER _
,,_,,

location \ I I IJ

\ i!
I I I

IIW BLOCK _

In this illustration the I1W block is being used to estimate the

(sensitivity, resolution) of the testing system.
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1. reference standard

.

o

Standard reference blocks are made from carefully selected,

ultrasonically tested stock that is dis free.

alike I

The Alcoa series A, area amplitude, blocks have hole diameters of

1/64 inch through 8/64 inch. The No. block has a 5/64-inch

diameter hole.

15. area, distance

16.

22.

23.

When comparing ultrasonic indications from a test specimen to the responses

from a standard reference block, both reference block and test specimen

must be of the sa or si material.

resolution

The IIW calibration block and the test specimen must be made of

the sa or si material.

II)
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2. discontinuity

3. Artificial discontinuities are added to the reference blocks in the

form of precisely drilled f -bot holes.

10.

9. five

In a set of distance amplitude blocks, the known variable is the

(flat-bottom hole size, metal distance)

16. same, similar

i7. When the shape of a test specimen makes comparison to a standard reference block

impractical, ar dis may be added to the test specimen

as reference points.

same, similar

The dimensions of IIW blocks of different materials would be (the same,

different)



3. flat-bottom

4. The flat bottom of the artificial discontinuity hole must be

par to the test surface of the block.

10. metal distance

11. Distance amplitude blocks provide discontinuity (size, depth)

reference.

17. artificial discontinuities

18.

24. different

25.

The IIW (International Institute of Welding) calibration block

is used in (contact, immersion) testing.

The miniature angle beam block is a limited version of the IIW

block intended for use only (in, outside) the laboratory.

3-39
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4. parallel

.

11. depth

12.

The flat-bottom hole parallel to the surface of the reference block is

an ideal ref sur for the sound beam.

To evaluate the size of a discontinuity in a test part, the amplitude of the

pip from the true discontinuity must be compared to the amplitude of the pip

from an artificial discontinuity at the same de

18.

19.

TRANSDUCER

In the illustration, the IIW block is being used

to verify the transducer be ex po : _'_llW
BLOCK

25. outside

26. Reference plates are another type of dir

reference for evaluating discontinuities.

COrn
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5. reflecting surface

6 The distance between the flat-bottom hole (artificial discontinuity} and

test surface is known as the me distance of the reference block.

12. depth

13. When the amplitude of the pips from a true discontinuity and an artificial

discontinuity is the same, and both are the same depth below the surface,

the true discontinuity will be (smaller than, the same size as, larger than)

the artificial discontinuity.

19. beam exit point

20. In this illustration, the a of the

transducer is being checked with the IIW block.

o / ,s" _ / ,0

5J/t/_

26. direct comparison

_T TT• ,or, tulm to page 4-1 _.u_ _,._,,_=_^_*'.... with Chapter 4.

......... J
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6. metal

o Area amplitude blocks provide discontinuity (size, depth)

references.

13. larger than

14.

20. angle

Return to page 3-36,frame 8.

2i.

The linearity of an ultrasonic testing system can be verified with

(area, distance) amplitude blocks.

Return to page 3-36,frame 15.

In contact angle beam testing, the beam exit point and the exact angle of

refraction of the transducer must be known to accurately determine the

lo of a discontinuity in the test specimen.

Return to page 3-36,frame 22.
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CHAPTER 4 -- GENERATOR/INDICATOR EQUIPMENT 4-1

PULSE-ECHO/THROUGH TRANSMISSION INSTRUMENT

The generator/indicator unit, commonly known as the instrument,

the components shown in the block diagram below.

consists basically of

_m

SWEEP ___CIRCUIT

I POWERSUPPLY

4 4

I MARKER ]__ TIMER
(RATE

CIRCUIT GENERATOR)

H PULSER

CIRCUIT

SPECIMEN

(TO EACH CIRCUIT)

RECEIVER [
AMPLIFIER

CIRCUIT

A-SCAN PULSE'ECHO UNIT - BLOCK DIAGRAM

Turn to page 4-2.



The instrument generates high voltage electrical pulses of short duration. The pulser

circuit controls the duration (alternately called pulse width and pulse length) of the

pulse and the timer controls the pulse repetition rate. These electrical pulses are

applied simultaneously to the transducer and the receiver amplifier. The transducer

converts the electrical pulses into mechanical vibrations (sound waves) which are ap-

plied to the material being tested. A large percentage of the sound is reflected from

the front surface of the test specimen back to the transducer, the remainder of the

sound travels through the material and is reflected by the back surface of the material

or by discontinuities within the material. The sound reflected back to the transducer

is converted back to electrical pulses, by the transducer, which are amplified by the

receiver amplifier and displayed on the CRT screen.

The information we seek about the material we are testing ultrasonically will be dis-

played on the CRT screen. The CRT screen display is an A-Scan presentation. The

A-Scan display indicates discontinuity depth in the test part and the amplitude of the

sound reflections from the discontinuity which is a relative measure of the size of the

discontinuity.

The exact "how to" operate and adjust the many controls of the various ultrasonic test

instruments must be learned from the operation and maintenance manual of the indi-

vidual instrument. The precise capabilities of each instrument must come from the

same source. The names of some of the controls will differ on instruments from

diffe rent manufacture rs.

In this chapter we will teach you about the controls common to most instruments.

Turn to page 4-3.
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We will assume that the instrument is connected to a proper power source and grounded.

Power to the instrument is controlled by an oN-OFF switch. On some instruments,

continued rotation to the right of the ON-OFF switch increases the CRT scale illumina-

tion; on others, scale illumination is adjusted by a separate control.

Soon after the power switch is turned on, a horizontal line of light will appear across

the CRT screen. This horizontal line has many names: trace, sweep, time base, or

just base line. Probably the most common in ultrasonic testing is sweep line.

After the power switch is turned on, the instrument requires a warm-up period of at

least ten minutes before starting any tests.

CRT SCREEN

Line AB in the illustration is the...

sweep line ............................................ Page 4-4

horizontal reference llne .................................. Page 4-5
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Right. Line AB is the sweep line. The sweep line is caused by the electron beam of

the CRT tube sweeping across the CRT screen.

Of immediate interest when the sweep line appears on the screen is its intensity. Ex-

cessive brightness will damage the screen; no bright spot should be allowed anywhere

along the sweep line or at either end. The intensity of the sweep line does not generally

\need frequent adjustment so the intensity control is often a screw driver slot adjust-

ment and/or will be located someplace other than on the face of the instrument. If no

sweep line appears on the CRT screen or the line is very dim the intensity can be in-

creased until the sweep line is of suitable brightness. The intensity required will

usually be dictated by the light conditions surrounding the instrument.

The intensity control of an ultrasonic instrument controls the brightness of...

the CRT screen scale .................................... Page 4-6

the CRT sweep line ...................................... Page 4-7

i2
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Wrong choice. Line AB is the sweep line. It has several other names but horizontal

reference line is not one of them. It is sometimes called the horizontal trace or hori-

zontal sweep but sweep or sweep line is most common. You will also frequently find

it called the time base line or just base line.

Turn to page 4-4.
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No, the intensity control of anultrasonic instrument controls the brightness of the CRT

sweepline. The screen scale illumination is controlled either by the scale (or scale

ilium) control or in conjunction with the power switch.

Turn to page 4-7.
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Right. The intensity control of an ultrasonic instrument controls the brightness of the

sweep line. The sweep line must be bright enough to be easily seen, but remember

that excessive brightness (bright spots) can damage the CRT screen.

The sweep line is also often logically called the time base line because it represents

the time it takes the sound to travel from the front surface of the part, through the

part, to the back surface of the part. The sweep line provides a time base for the

analysis of all information. Time starts at the left end of the line and progresses to

the right. The sweep can be adjusted to represent all or any part of the time period

required for the sound to travel through the test part.

SWEEP LINE

VIEW A VIEW B

Which view above correctly represents the sweep line time relationship ?

View A .............................................. Page 4-8

View B .............................................. Page 4-9



From page4-7 4-8

Right. View A shows time starting at the left end of the screen and moving to the

right. The amplified signals representing surfaces that reflect the soundbeam are

displayed along the sweepline as vertical deflections. These vertical deflections are

most commonly called pips, signals, or indications. The first pip received will be at

the left side of the screen.

The first pip to appear on the screen is the initial pulse, also known as the "main bang"

and/or the front surface reflection. In contact testing these are all the same but in

immersion testing the initial pulse, or "main bang", occur at the transducer/water

interface and the front surface reflection occurs at the water/test-part interface. Both

are illustrated below.

INITIAL PULSE (MAIN BANG)

SURFACE REFLECTION

INITIAL PULSE(MAIN BANG)

AND FRONT SURFACE
REFLECTION

TRANSDI

l

TEST SPECIMEN "_-'_1 I

IMMERSION TESTING CONTACT TESTING

Would you say that the initial pulse represents the point in time where the ultrasonic

test starts ?

Yes ................................................ Page 4-10

No ................................................ Page 4-11
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View B is the wrong answer. The sweepline represents time traveling from the left

side of the CRT screen to the right side of the screen. View A shows time starting at

the left side of the CRT screen and progressing to the right as you will see it when

viewing the instrument.

Turn to page 4-8.
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Glad you said yes. The initial pulse doe__._srepresent the start of the test. At the begin-

ning of this chapter we said that the electrical pulse from the pulser is sent simultane-

ously to the transducer and the receiver amplifier.

There will be an initial pulse pip on the screen even if the transducer is not touching

anything, because the pulse is sent directly to the receiver amplifier as well as to the

transducer. When the transducer is in contact with the test part (contact testing) or the

water (immersion testing) the first reflection (from the part or the water) is immediate,

so you can see that the initial pulse and the first reflection occur at the same time.

However, in immersion testing we are not interested in the reflection at the water sur-

face and as you will see later the sweep can be adjusted to move the initial pulse off the

screen so that the front surface of the test part can be substituted as the starting point

of the test.

INITIAL

SWEEP

TRANSDUCER

TEST SPECIMEN __

VIEW A VIEW B

In which view is the CRT screen display correct?

View A .............................................. Page 4-12

View B .............................................. Page 4-13
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No is the wrong answer. The initial pulse doe...__srepresent the point in time where the

ultrasonic test begins. It is the first signal to be displayed on the CRT screen. This

is so because the electrical pulse from the pulser is sent directly to the receiver am-

plifier at the same time it is sent to the transducer.

Turn to page4-10.
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No, view A is incorrect. The CRT screen display in view A shows only the sweep.

View B shows the sweep and the initial pulse. The initial pulse would be present, even

though the transducer has not yet contacted the water, because the pulser sends the

pulse directly to the receiver amplifier which in turn displays it on the CRT screen.

Turn to page 4-13.
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Fine, view B is correct. You recognized that even though the transducer isnot making

contact the initial pulse pip will be present on the CRT screen.

.In the frames to follow, most of the illustrations will be of contact testing but keep in

mind that the principles are essentially the same for immersion testing.

In the illustration below a discontinuity-free block with parallel front and back surfaces

is being tested. The first pip (A) on the CRT screen is the initial pulse or front surface

reflection. Let's call it the front surface reflection because it is the part that we are

really interested in. The second pip (B) along the sweep, in this case, represents the

sound reflected from the back surface of the test part and is known as the first back

reflection.

A

TRANSDUCER_

TEST SPECIMEN I

]- II
I

FRONT SURFACE

"_"BACK SURFACE

l
4"

1

The thickness of the test part is four inches. Would you say that the distance between

pip A and pip B represents four inches ?

Yes ................................................ Page 4-14

No ................................................ Page 4-15
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Certainly. The front andback surfaces of the test specimen are represented by pips A

and B respectively so the space between them represents the thickness of the block,

four inches•

You have just seen that the sweep line represents distance as well as time and in ultra-

sonic testing we are interested in the distance it represents to determine the location of

reflecting surfaces (discontinuities) within the test specimen•

In the illustration below the transducer is placed on a reference block containing a

3/64-inch diameter artificial discontinuity at a metal distance of 2-1/4 inches. The

transducer is placed on the center of the reference block so that maximum sound re-

flection will be received from the artificial discontinuity• The second pip on the CRT

screen now represents the discontinuity and its position on the sweep line, in relation

to the front and back surface pips, indicates the depth of the discontinuity in the block.

TRANSDUCER

REFERENCE BLOCK

Which dimension of the reference block does the space between pips A and B represent ?

3/4-inch dimension Page 4-16

2-1/4 inch dimension Page 4-17• • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • •
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Your no answer is incorrect. Let's take another look at the illustration. If pip A

represents the front surface of the block and pip B represents the back surface of the

block, the space between pips A and B must represent the space between the front and

back surfaces of the block or the thickness of the block. In this case, four inches.

TRANSD_

TEST SPECIMEN

FRONT

SURFACE

-T
4"

1
\BACK SURFACE

Turn to page 4-14.
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No, the 3/4-inch dimension is represented by the space between pips B and C, the

distance from the discontinuity to the back surface of the block. The space between

pips A and B represent the 2 1/4-inch dimension of the block.

Turn to page 4-17.
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Exactly. The space between pips A and B represent the distance from the front surface

of the block to the artificial discontinuity. In the block shown that dimension in 2 1/4

inches.

To aid in immediately determining the location of discontinuities within a test part,

markers (also known as range markers or square wave markers) can be set into the

CRT display just below the sweep line. Two types of markers are illustrated below.

These markers can be expanded or compressed to fit the space between the front and

back surface pips, dividing the space into convenient increments such as centimeters,

inches, feet, etc.

1 2 3

A

Ill
III

I

Ill

I1 I
I I I

II i
I I I
III i

IIIli
lilt

illll
!il II
J_l II

II

B

1 2 3

On CRT screen A the markers are adjusted to represent 1/4 inch. On CRT screen B

each full square wave ( ['-]_J ) marker represents 1 inch. If the block were 6 inches

thick the markers can be compressed (moved closer together) until the space between

the front and back surface pips is divided into six equal spaces.

On CRT screen B how far is the discontinuity from the front surface ?

1 1/2 inches ........................................... Page 4-18

2 1/2 inches .......................................... Page 4-19
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You must have looked at CRT screen A. It shows the discontinuity 1 1/2 inches below

the front surface. CRT screen B shows the discontinuity 2 1/2 inches below the sur-

face. Take another look at the illustration.

A B

1 2 3

Ii,,-, itl,,
IIII ' III

Ill II
IIIi

Ill l lll!
III n

On screen B each full square wave ( [-U ) represents one inch so each half wave

represents one-half inch. There are two and a half square waves between the front

surface pip and the discontinuity pip, therefore the discontinuity is 2 1/2 inches below

the front surface.

Turn to page 4-19.
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Right. CRT screen B shows the discontinuity 2 1/2 inches below the front surface. As

you can see the markers make it much easier to estimate distances accurately.

Before we get back to the instrument controls let'stalk about the amplitude (height)of

the pip. At a given sensitivity (gain) setting the amplitude of the pip is determined by

the strength of the signal generated by the reflecting sound wave. The larger the dis-

continuity, the more sound itreflects so itfollows that the larger the discontinuity the

higher (greater the amplitude) the pip. Thus the CRT screen displays two types of in-

formation: the depth of the discontinuity in the test part and relative size of the dis-

continuity.

Graphically expressed-

-r

,,i
:2=

W

p-

-J
o- / A

TIME (SWEEP)

IS FOR OUR PURPOSE

.W
N

] A
DISTANCE (SWEEP)

You learned in Chapter 2 of this volume that the size of a discontinuity is determined

by comparing the sound reflected from itto the sound reflected from an artificialdis-

continuity of known size.

A - FRONT SURFACE PIP

B - DISCONTINUITY PIP

C - BACK SURFACE PIP

VIEW A VIEW B

In views A and B pip B represents a discontinuity. In which view does pip B represent

the larger discontinuity ?

View A .............................................. Page 4-20

View B .............................................. Page 4-21
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Right. The amplitude (height) of pip B is greater in view A, therefore the discontinuity

causing it is greater. We are, of course, assuming that the discontinuities are at the

same depth, in the same material and both have ideal reflecting surfaces.

Now let's get back to the instrument controls. We have already adjusted the sweep

intensity (brightness). The other CRT display controls, like the intensity, will not

need frequent changing. The other display controls are the vertical centering, hori-

zontal centering, scale illumination, focus and astigmatism.

The screen scale consists of horizontal and vertical lines scribed on the CRT screen.

A horizontal line approximately one third of the way up on the screen is usually

designated zero. The lines above the zero line are numbered and spaced as the manu-

facturer sees fit.

The screen illumination control is often combined with the power switch. The screen

illumination control determines the brightness of the scale lines. The brightness of the

scale is largely a matter of personal choice.

Which of the following statements best describes the function of the scale illumination

control ?

The scale illumination control adjusts the brightness of the zero hori-

zontal line on the CRT screen .............................. Page 4-22

The scale illumination control adjusts the brightness of the horizontal

and vertical lines scribed on the CRT screen .................... Page 4-23
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No, view B is the wrong choice. The amplitude (height)of pip B is greater in view A

so the discontinuity causing itwould be bigger. Remember, the more sound that is

reflected from a discontinuity the higher the pip will be, and the larger the discontinuity

the more sound itwill reflect.

Turn to page 4-20.
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Your choice was not the best one. It is true that the scale illumination control adjusts

the brightness of the zero line on the CRT screen but that is not the whole story. The

screen illumination control adjusts the brightness of all the lines scribed on the screen.

Turn to page4-23.
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Right. The scale illumination control adjusts the brightness of all the horizontal and

vertical lines scribed on the screen. These scribed lines are the scale. There are

many variations of the scale configuration but all are for the purpose of dividing the

CRT screen into convenient horizontal and vertical increments.

The vertical centering control raises and lowers the sweepline on the CRT screen.

Usually the sweepline is adjusted to coincide with the zero line on the screen scale.

The horizontal centering control adjusts the starting point of the sweepon the CRT

screen and as youknow this is set to start the sweepline at the left edge of the screen.

Keep in mind that these are display controls which really means sweepline controls.

They control the horizontal andvertical positioning of the sweepline on the CRT screen.

In both views below the sweep line needsadjusting. Which controls would you use to

move the starting point of the sweepto the left edgeof the screen in view A andto

lower the sweepto the zero scale line in view B.

VIEW A

View A - Vertical centering control

VIEW B

ZERO SCALE LINE

View B - Horizontal centering control .......................... Page 4-24

View A - Horizontal centering control

View B - Vertical centering control ........................... Page 4-25

I)



From page 4-23 4,-24

Wrong answer. You have them reversed. The vertical control adjusts the vertical

position of the sweep, that is, it adjusts the sweep line up or down on the CRT screen.

The horizontal control adjusts the horizontal position of the sweep starting point, or in

other words, moves the sweep line starting point to the left or right.

Turn to page 4-25.
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Exactly right. The vertical centering control adjusts the sweepline up or downand the

horizontal centering control adjusts the sweepline starting point to the left or right.

The focus and astigmatism controls adjust the sharpness of the sweepline. The focus

control adjusts the focus of the CRT tube andthe astigmatism control corrects any

distortion causedby other adjustments.

Somuch for the display controls. Nowlet's get to the operating controls, the controls

you will be using during eachtest.

The coarse andfine sensitivity or gain controls adjust the gain of the receiver ampli-

fier, that is, they determine the amountthe signals from the discontinuities are ampli-

fied. Whena test requires finding comparatively large discontinuities in material of

good acoustical properties less amplification is required thanwhen small discontinui-

ties are being soughtin material of poor acoustical properties. It can also be said that

this control adjusts the sensitivity of the instrument. Increasing the sensitivity (gain)

increases the amplitude (height) of thepips on the CRT screen.

NORMAL CRT DISPLAY

ABNORMAL CRT DISPLAY

CAUSED BY IMPROPER
SETTING OF SENSITIVITY
CONTROL

A = INITIAL PULSE
B = FIRST BACK REFLECTION

Assuming a test specimen with parallel front and back surfaces, the first back re-

flection verifies that the sound reached the back surface and was reflected back to the

transducer. A back reflection can be lost if the sensitivity (gain) control setting is

too low. This will usually be accompanied by a less than full scale initial pulse. In

the illustration above, to correct the abnormal condition you would...

decrease the sensitivity control setting ....................... Page 4-26

increase the sensitivity control setting ......... ............... Page 4-27
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You missed that one, better luck next time. Decreasing the gain would eventually

leave you with only the sweepline on the screen. Increasing the gain will increase the

amplitude of all the pips on the screen and also bring pips to the screen that are not

visible at a low gain setting.

Turn to page4-27.
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Right again, increasing the gain will increase the amplitude of all of the pips on the

screen and also bring pips to the screen that are not visible at lower gain settings. It

is possible that the initial pulse pip amplitude will be well above the limits of the screen

before the first back reflection appears. When the pip reaches the limit of the screen

it is said to have reached saturation. On some instruments when the amplitude of the

pip reaches beyond the limits of the screen the top of the pip will be open. On other

instruments the pip will be peaked.

Two controls, the "sweep delay" and "sweep length" regulate how much of the test

part is displayed at one time on the CRT screen and what portion of the part is dis-

played. Again we have alternate names. Sweep delay is also known as range delay or

just delay. The sweep length control is also called sweep control or range control.

The sweep length control simply expands or compresses the display on the CRT screen.

Turn to page 4-28.
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EXPANDED SWEEP COMPRESSED SWEEP

VIEW A VIEW B

View A illustrates the CRT screen expanded so that only pips from the first one inch of

the part are displayed. This permits a more careful analysis of pips that are close

together, In effect it magnifies a portion of the test part, View B shows the CRT

screen compressed so that pips from the entire depth of the part will be visible on the

screen at the same time. Increasing the sweep length control setting expands the

sweep.

Does decreasing the sweep length control setting cause more or less of the test part to

be displayed on the CRT screen?

More ............................................... Page 4-29

Less ............................................... Page 4-30
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You are right. Decreasingthe sweeplength control compresses the sweepand we see

a larger portion of the test part. Conversely, increasing the sweeplength stretches the

sweepout beyondthe right edgeof the screen and expandsthe section of the part re-

maining on the screen.

If you would like to see another explanationof the sweeplength control, turn to page

4-30, then return to this page.

The sweepdelay control makes it possible to start viewing the pips from the test part

at a point beyondthe front surface of the part. In effect it allows you to move the view-

ing screen along the depth of the test part. In immersion testing, for instance, the

sweepdelay is used to remove the initial pulse from the CRT screen as illustrated

below. In view A the initial pulse andthe water travel distance, in which we have no

interest, takes up about half the screen. In view B the delay control has beenused to

move the initial pulse off the screen.

A - INITIAL PULSE

B - FRONT SURFACE PIP

C - 1ST BACK SURFACE REFLECTION PIP

VIEW A VIEW B

The sweep delay control permits you to see portions of the test part below the test

surface and also allows you to choose the segment of the part you wish to examine.

Also, in conjunction with the sweep length control the sweep delay makes it possible to

examine just a small section of the test part with the entire width of the screen.

Turn to page 4-31.
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No, decreasing the sweeplength will causemore of the test part to be displayed on the

CRT screen. Keepin mind that the sweepline betweenthe front surface pip andthe

first back reflection pip represents the entire depth of the part. When the sweeplength

control is at its lowest setting the entire depth of the part is displayed on the CRT

screen betweenthe front surface pip andthe back surface pip. In fact, at this setting,

the space between the front and back surface pips will be less than fullscreen width.

To further explain the sweep length control, in the illustrationbelow the frame repre-

sents the CRT screen and the strip of rubber represents the sweep. The strip of rubber

is marked at a number of points to represent sections of the test part and one end of the

rubber is attached to the leftside of the frame. With the rubber strip attached as

shown, we see a number of marks in the framed length of rubber. Ifwe pull on the end

of the rubber strip and stretch itto the right, we will see fewer of the strip'smarks

through the frame. Ifwe eomparethis to the cathode raytube display, we see a smaller

portion of the test part when we stretch or expand the sweep, and a larger portion of

the part when we compress the sweep.

The rubber strip remains fixed at the left side of the frame because it is attached

there;• therefore, only the rubber strip to the right of the attached point will stretch or

move. The same applies to the sweep.

\ /

 -VT-V7
!

i \

STRIP OF RUBBER WITH EVENLY

SPACED MARKS N_

I I I I II I I1---

Turn to page 4-29.
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The expansion or compression of the sweepwith the sweeplength control is toward or

away from the left side of the screen. For example, in the illustration below if the

sweepdelay is set so that the start of the display is at A andthe sweeplength is set to

display only section A to B on the screen, as shownin CRT view A; thenwhen the sweep

length is compressed it will include the area from A to C but not the area from A to D,

as shownin CRT view B.

D A B C

D

I
II

D

l
II

It

VIEW A VIEW B

Now look at view B. Which control would you use to get the front surface pip on the

screen ?

Sweep length control .................................... Page 4-32

Sweep delay control .................................... Page 4-33
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No, changing the sweep length control won't do it. Remember we said that expansion

and compression of the CRT screen by the sweep length control is always from or

toward the left end of the screen. In this case the left end of the screen is at A; estab-

lished there by the sweep delay control. The sweep delay permits you to choose the

starting point of the test, so to start the test at the front surface (to get the front sur-

face pip back on the screen) the delay control will have to be used.

Turn to page 4-33.
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Fine, rotating the sweep delay control will bring the front surface pip back to the CRT

screen because the sweep delay control permits you to choose the starting point (within

the test part} of the test.

When the delay control is rotated to return the front surface pip to the screen the back

surface pip (C) will be lost from the screen as shown in view A.

VIEW A VIEW B

Would you increase or decrease the sweep length control setting to bring the back sur-

face pip (C) onto the screen as shown in view B.

Increase the sweep length .................................. Page 4-34

Decrease the sweep length .................................. Page 4-35
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No_ sorry, you missed that one. To end upwith the entire test part represented on the

CRT screen you must decrease the sweeplength.

To increase the amount of material shownwithin the CRT screen the sweeplength must

be compressed (decreased)° In view A the sweep, in effect, extendsfrom D to C but

we can only see the portion that is on the screen. To get it all on the screen then we

must compress (shorten) or decrease the sweep length until it fits on the screen.

C

A

Turn to page 4-34.

VIEW A
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Exactly right. To bring the back surface pip (C) into the picture the sweep must be

compressed and to do this the sweep length control setting is decreased.

The pulse repetition rate control regulates how often the pulse is applied. Pulse rates

vary from 50 to 1200 pulses per second (pps) or more. High pulse rates are required

to keep the sweep line bright. When the sweep length is short, a shorter time is re-

quired for the sweep so more pulses per second can be transmitted. When the sweep

length is long, the pulse rate must be lower to allow enough time for the sweep to be

displayed before another pulse is transmitted. In most later instruments the pulse

rate is automatically adjusted by the instrument for maximum brilliance of display

and compatibility with the test being made.

Assume an instrument has a manual pulse repetition rate control. If you were testing

thin material, say from 1 to 1 1/2 inches thick, would you use a low pulse repetition

rate or a high pulse repetition rate ?

Low PRR ...........................................

High PRR ..........................................

Page 4-36

Page 4-37
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Low pulse repetition rate (PRR) is the wrong choice. A low pulse rate is required only

whenthe sweeplength is long. In thin material the sweeplength is short becausethe

distance betweenthe front and back surfaces of the test part is short. It follows then

that only a short time is required betweenpulses, so a high pulse repetition rate is the

better choice.

Turn to page4-37.
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Right. Whentesting thin material a high pulse repetition rate is the better choice. In

thin material the sweeplength is short so the time required betweenpulses is short.

A high pulse repetition rate is especially desirable in automatic scanning becausethe

limit of the scanningrate dependsconsiderably uponthe pulse repetition rate.

The pulse length control regulates howlong the pulse is applied. Increasing the pulse

length increases the amount of soundenergy (strength of the sound)applied to the test

part but decreases the resolving power of the equipment. Best resolution is obtained

with the shortest possible pulse. However, pulse length must be increased to obtain

deeppenetration or to penetrate coarse grained materials. Pulse length is alternately

called pulse width.

I"'I
I I
I I

I !
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I I
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In the illustration above a front surface pip and pips from holes drilled in each side of

the test part are received on the CRT screen but no back surface pip is received. It

is possible that the sound/vave is not strong enough to reach the back surface of the

part before it is attenuated. In an effort to remedy this condition would you increase

or decrease the pulse length ?

Increase the pulse length ................................

Decrease the pulse length ................................

Page 4-38

Page 4-39
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Right. Increasing the pulse length increases the amount of sound energy applied to the

test part and the stronger the sound wave the deeper it will penetrate the part.

A reject control (also called clipping control or zero compress control) eliminates

grass or very low amplitude pips along the sweep line such as those caused by surface

noise or large grain structure. While eliminating the unwanted low amplitude pips

from the CRT screen the reject control reduces the size of all the pips on the screen

the same amount. This results in a cleaner sweep line which simplifies observing the

more meaningful pips. However, the reject control distorts the linearity of the instru-

ment and it must be kept in mind that even small pips can be important when interpret-

ing the CRT display. The views below illustrate the CRT screen before and after use

of the reject control. Note that the amplitude of the pips that remain has been reduced

by the same amount as the grass.

BEFOREREJECT AFTERREJECT

VIEWA VIEWB

If you wished to compare the discontinuity pip in view B to a standard reference block

discontinuity, would you use the same reject control setting when checking the refer-

ence block or turn the reject control off when checking the reference block ?

Use the same reject control setting .........................

Turn the reject control off ...............................

Page 4-40

Page 4-41
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No, decreasing the pulse length wouldnot help becausedecreasing the pulse length

reduces the strength of the soundwave. Under the conditions stated more soundenergy

is neededto increase the strength of the soundwave so that it canpenetrate deeper into

the part, strike the back surface, andreturn a signal (pip) to the CRT screen. Increas-

in_g the pulse length increases the strength of the sound wave.

Turn to page 4-38.
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Right. Whencomparing a true discontinuity to an artificial discontinuity you would use

the same reject control setting. In view B part of the discontinuity pip has beenclip-

ped off so to make a valid comparison the sameamount must be clipped off the artificial

discontinuity pip.

Flaw-alarm/gating circuits are used to establish zones along the sweepline within

which pips of predetermined amplitude will activate either an alarm or a recording

system (C-Scan). Keep in mind that the sweepbetweenthe front surface pip and the

back surface pip represents the depth of the part being tested so dividing the sweepinto

zones is the same as dividing the depth of the part into zones. The gated section is

displayed as a squareddepression in the sweepline as shownin the illustration below.

Gating/flaw-alarm circuits usually havethree basic controls. The gate delay control

positions the start of the gate (much the same as the sweepdelay positions the start of

the sweep). The gate width control positions the end of the gate, thereby controlling

the width of the gate, and the alarm sensitivity control determines the pip amplitude,

within the gate, at which the alarm or recorder will be initiated.

AMPLITUDE

START OF GATE" END OF GATE

VIEW A VIEW B

In view A pip B will set off the alarm. In view B will pip B set off the alarm ?

Page 4-42

Page 4-43
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You said, "turn the reject control off'. If you turned off the reject control before you

checked the artificial discontinuity in the reference block you would not have a valid

comparison. The reject control clips part of the true discontinuity pip off so its am-

plitude (height) is not a true representation of the discontinuity size. When comparing

the true discontinuity to the artificial discontinuity you are comparing pip amplitudes

(heights); so to get a valid comparison you must clip off the same amount (use the same

reject control setting) from the artificial discontinuity pip. It would of course be al-

right to compare the true and artificial discontinuity pip amplitudes with the reject

control turned off for both. The important point is that the reject control setting be

the same when checking both the true and artificial discontinuities.

Turn to page 4-40.
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You said yes, pip B in view B would set off the alarm. Well you are on the wrong

track so let's take another look.

ALARM AMPLITUDE

START OF OF GATE

A - FRONT SURFACE PIP

B - DISCONTINUITY PIP
B1 - DISCONTINUITY PIP

C - BACK SURFACE PIP

This time in the illustration the" limits of the gate are extended vertically on the screen

to more effectively represent the corridor within which a pip whose amplitude exceeds
o.

the alarm sensitivity setting amplitude (alarm amplitude) will set off the alarm. Pip B

is within that corridor and its amplitude exceeds the alarm amplitude so it will set off

the alarm. The amplitude of pip B1 is sufficient to set off the alarm but it is not within

the gate corridor so it will not set off the alarm.

Turn to page 4-43.
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Fine, pip B in view B will not set off the alarm because it is not within the limits of

the gate. Multiply gates are provided, eachwith its own independentdelay,

width and alarm sensitivity controls. Gatecontrols canbe adjustedwithout

disturbing other instrument settings.

As you know, in ultrasonic testing the amplitude of the pip from a discontinuity of a

given size decreases as the depth of the discontinuity in the part increases, becauseof

attenuation. To compensatefor this attenuationan electronic control has beendevised.

TCG (Time Corrected Gain}, STC (Sensitivity Time Control} and DAC (Distance Am-

plitude Correction} are three ways of saying the same thing, and there are others.

DAC (Distance Amplitude Correction} best describes the control's function. The DAC

control electronically compensates for the attenuation of sound as it penetrates deeper

into the test part. DAC amplifies the signals from discontinuities deep in the part

more than those from discontinuities closer to the surface so that the pip from (for

example) a 5/64-inch discontinuity three inches below the surface will be of the same

amplitude as the pip from a 5/64-inch discontinuity one inch below the surface.

I
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h_ the above illustration several 1/16-inch discontinuities are scattered throughout the

part. All are fiat and parallel to the top surface.

With the DAC control in operation would the amplitude of the pips from these discon-

tinuities be the same or different?

The same ..........................................

Different ...........................................

Page 4,-44

Page 4-45
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Right again. The amplitude of the pips from all the discontinuities will be the same

becausethe discontinuities are all the same size andthe DAC (Distance Amplitude

Correction) control compensatesfor the difference in depth.

DAC is most useful whenused in conjunction with the flaw alarm. After the distance

amplitude correction is madethe flaw aJarm sensitivity can then be set at a pip ampli-

tude that represents a given size discontinuity at anydepth in the part. Without DAC

the pip amplitude setting required to trigger the alarm for a 5/64-inch discontinuity

three inches below the surface would trigger the alarm for a far smaller discontinuity

one inch below the surface.

Turn to page 4-46.
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You missed that one. You said that with the DAC control in operation the amplitude of

the pips from the 1/16-inch discontinuities in the part would be different. This would

be true without DAC (Distance Amplitude Correction) because all the discontinuities

are at different depths. But the DAC control compensates electronically for the dif-

ference in depth, so since all the discontinuities are the same size the amplitude of all

the pips will be the same.

WITHOUT DAC WITH DAC

The views above illustrate the CRT display with and without DAC for the same discon-

tinuity arrangement.

Turn to page 4-44.

_)



From page 4-44 4-46

You are now familiar with the operation of the instrument controls and you know about

transducers and standard reference blocks. But before an ultrasonic testing system

is ready for use it must be standardized.

Standardizing, briefly, is noting the response of the system to known standards (stan-

dard reference blocks)• In other words, standardizing establishes a response (pip

height) standard to discontinuities at varying depths, in a given material, to compare

later test results to. During the standardization procedure a sensitivity setting, at

which all discontinuities of a certain size will be detected, is also established for the

material being tested. The standardization procedure will be discussed in detail in

volume III.

If you changed the transducer do you think it would be necessary to standardize again ?

Ye s • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • •

No o • • . . • • • • • . . . • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • . • •

Page 4-47

Page 4-48



From page 4-46 4-47

You are right. It would be necessary to standardize the system again if the transducer

were changed because transducer sensitivities vary which could result in considerably

different responses from the reference blocks. In fact, when any component of the

testing system is replaced the system must be standardized before proceeding with the

test.

Ultrasonic testing systems are also frequently standardized for other reasons, such as:

whenever a different type of material is to be tested and before starting any test after

the equipment has been shut down since the last standardization.

Turn to page 4-49 for a review.



From page4-46 4-48

You chose the wrong answer. You said you didn't think it would be necessary to stand-

ardize the test system again after changingthe transducer. Think back a minute about

what you learned abouttransducers. Remember you learned that even transducers of

the same frequency, size and material do not always generate identical pips on the

CRT. That is why it would be necessary to standardize the system again; to verify

that the responses from the reference blocks did not change, or to note the change.

Turn to page4-47.



From page 4-47

i. The CRT screen display of the pulse-echo instrument is an

-scan.

12. distance

13. The distance between the front surface pip and a discontinuity pip represents

the distance betweenthe test surface and the dis

24. less

25. Increasing the sweeplength control setting (expands, compresses)

the sweep.

36. shortest

37. The reject control eliminates very low ampl

the sweepfor easier viewing.

pips along

4-49



1. A

2. Soon after the pulse-echo instrument power switch is turned on a line of light

appears across the CRT screen. This line is called the sw line.

13. discontinuity

14. To aid in quickly determining the location of discontinuities in a test specimen,

mar can be set into the CRT display.

25. expands

26. The sweep delay control moves (delays) the star

CRT display.

point of the

37. amplitude

38. The reject control reduces all the pips on the CRT screen (equa!!y,

unequally)

4-50



2. sweep

o The intensity control of an ultrasonic test instrument regulates the brightness

of the CRT sw li .

14. Markers

15. These markers can be exp and cont

between the front and back surface pips.

26. starting

4-51

27.

38. equMly

to fit the distance

The sweep delay permits expanded viewing of segments of a specimen beyond

the fr surface.

I
39. In the flaw-alarm/gating circuits, the gate delay control positions the

sta of the gate.

i I



3. sweep line I
4. The sweep line of the CRT represents time moving from (left, right)

15. expanded, contracted

16.

27. front

28.

to (left, right)

39. start

The amplitude (height) of a pip on the CRT screen indicates the relative

s of the discontinuity.

In conjunction with the sw len control

the sweep delay makes it possible to view just a small segment of the test

specimen with the entire width of the CRT screen.

40. The gate width control positions the e of the gate.

4-52
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4. left, right

5. Vertical deflections of the sweep line (pips)represent sur

reflectsound.

that

16. size

17. The brightness of the CRT scale is controlled by the sc

control.

illumination

28. sweep length

29. The expansion or compression of the sweep with the sweep length control is

toward or away from the (left) (right) side of the CRT screen.

40. end

41. The alarm sensitivity control determines the pip ampl

the alarm or recorder will be triggered.

at which
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.

o

17.

18.

29.

30.

41.

42.

surfaces

The first pip to appear on the screen is the ini pu

scale

The vertical centering control of an ultrasonic instrument ra

and lo the sweep line on the CRT screen.

left

In immersion testing the sweep (length, delay)

used to move the initial pulse off the CRT screen.

control is

amplitude

More than one area of the sweep (can)(cannot)

at the same time.

be gated

IJ _ . M)
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6. initial pulse

7. The initial pulse represents the point in time where the ultrasonic

test st

18. raises, lowers

19. The horizontal centering control adjusts the sta

30. delay

31.

42.

43.

line on the CRT.

point of the sweep

The pulse repetition rate (PRR) control regulates how often the pu

is applied.

can

When more than one area of the sweep is gated the alarm sensitivity settings

(must be alike)(can be different)

I[) i
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7. starts

8. In contact testing the initial pulse, main ba and front sur

reflection are all represented by the same pip.

19. starting

20. The focus and astigmatism controls of the instrument adjust the shar

of the sweep line.

31. pulse

32. Since the sound energy from one pulse must have time to return to the

transducer before* the next pulse starts, the thi of the test

specimen is a governing factor.

can be different

The DAC (distance amplitude correction) compensates for the atten

of sound as it travels deeper into the specimen.

[- ..... 222
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8. bang, surface

o In immersion testing the first pip represents only the initial pulse and the

(main bang, front surface reflection)

20. sharpness

21. The sensitivity or gain control adjusts the gain of the rec

32. thickness

33. The pulse len

amp

control regulates how long the pulse is applied.

attenuation

With the DAC control properly set the pip amplitude from a 3/64-inch

fiat-bottom hole two inches below the surface will be (the same size as)

(twice the size of) a 3/64-inch fiat-bottom hole one

inch below the surface.
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9. main bang

10.

TRANSDUCER CRT

TEST SPECIMEN_

In the accompanying illustration pip B represents the ba

reflection.

21. receiver amplifier

22.

33. length

34.

surface

45.

,

46,

Increasing the sensitivity control (increases, decreases)

amplitude {height) of the pips of the CRT screen.

the

Increasing the pulse length increases the amount of sou

applied to the test specimen.

en

the same size as

Standardizing a pulse-echo instrument system means noting its response to

known stan



10. back

4-59
i

TRANSDUCER..

SPECIMEN __ _'_ _ CRT._TEST

11. The distance between pips A and B represent the thi

test specimen.

of the

22. increases

23. The sweep length control exp

on the CRT screen.

and comp the display

34. sound energy

35. To penetrate coarse grained materials or deep specimen the pulse length

(width) must be (increased, decreased)

46. standards

47. The testing system must be standardized whenever a different kind of

ma is to be tested and whenever any comp of

the test system is replaced.
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{

11. thickness

12. The sweep line represents time but in ultrasonic testing it also

represents dis

23. expands, compresses

24. Expanding the sweep length causes (more, less)

specimen to be displayed on the CRT screen.

35. increased

Return to page 4-49,frame 13.

36.

of the test

Return to page 4-49,frame 25.

Best test system resolution is obtained with the (shortest, longest)

usable pulse length.

47. material, component

Return to page 4-49,frame 37.

--_ ID

Turn to page 4-61.



From page4-60 4-61

RESONANCEINSTRUMENTS

Resonanceultrasonic test equipmentuses a variable frequency oscillator to excite the

transducer which causes it to vibrate over a range of frequencies. The ultrasonic

vibrations generated by the transducer are transmitted to the specimen in continuous

longitudinal waves.

As you know from Volume I, when a continuous beam of ultrasonic energy is transmitted

into a specimen and reflected in phase with the incoming energy, resonance occurs.

When resonance occurs standing waves are set up within the specimen and the specimen

vibrates with considerable increase in amplitude. This increase in vibration amplitude

{resonant condition} in the specimen causes a load change on the oscillator which is

indicated on the display system. Since there are several types of ultrasonic resonance

testing equipment, the display may be a sweep deflection on a CRT screen, an audible

tone, a meter deflection, or a flashing neon indicator. The greatest accuracy isusually

obtained with the CRT display.

Each thickness of a given material has a fundamental resonant frequency at which one

half a wavelength is equal to the thickness of the material. Resonance also occurs at

whole number multiples {harmonics) of the fundamental frequency.

In resonance testing both the fundamental and harmonic resonance frequencies will be

used, but it is the fundamental frequency of the material that determines the thickness.

It is important to know, therefore, that the difference between any two adjacent har-

monic frequencies equals the fundamental frequency.

In resonance testing, then, we are looking for the resonant frequencies (fundamental

or harmonic) of the test specimen. This is done by varying the frequency of the sound

waves applied to the specimen until resonance is indicated by the instrument display

system. The frequency setting at which resonance occurs is the resonant frequency of

the specimen. On the simpler resonance instruments the frequency of the sound waves

is varied with a manual control. On the later and larger instruments frequency varia-

tion is automatic throughout a given range of frequencies.

Turn to page 4-62.



From page 4-61 4-62

When using the simpler resonance equipment the thickness of the specimen will have

to be calculated with the formula - T = V/2F where T is the thickness of the specimen,

V is the longitudinal velocity of sound in the test specimen (a known quantity) and F is

the fundamental frequency of the specimen determined by the test. On many of the

later resonance instruments the display is a direct readout of the specimen thickness.

On others the instrument display must be interpreted with conversion charts. Still

other conversion charts simplify the calculations previously mentioned.

Shown below is a schematic diagram of a typical resonance system that is manually

tuned.

(__ LOADSENSOR

INDICATOR

VARIABLE

FREQUENCY

OSCILLATOR

i

TUNER (_

TRANSDUCER_

COUPLANT/_f

SPECIMEN I
On the next page a schematic diagram of a typical resonance testing system with a CRT

display is illustrated.

Turn to page 4-63.



From page 4-62 4-63

TEST SPECIMEN

TRANSDUCER

SWEEP CIRCUIT

AMPLIFIER

(INDICATION)

I V_J:

¥

STANDING
WAVES

_

INDICATIONS (PIPS)

COAXIAL
CABLE

_[ VARIABLE OSCILLATOR J

CRT

SCREEN AND SCALE

\

8TH HARMONIC

7TH HARMON

S 75 75

,TH HARMONIC

5TH HARMONIC

4TH HARMONIC

:} 3RO HARMONIC

20 2ND HARMONIC

10 FUNDAMENTAL

25

3O

15

STEEL AND ALUMINUM THICKNESS IN THOUSANDTHS OF AN INCH

55

2O

Turn to page 4-64.

ULTRASONIC RESONANCE TESTER-SCHEMATIC



From page 4-63 4-64

Illustrated below is a direct readout, CRT display type resonance tester. This type of

resonance tester uses precalibrated transparent scales that are placed in front of the

CRT screen. The thickness of the specimen is read from these scales. The pips

(sweep line displacements) on the CRT indicate the points of resonance (fundamental

and/or harmonic) and the thickness of the specimen is read at these points on the scale.

Each scale covers just a small thickness range for certain materials. The thickness

range and the material is noted on the scale. It is assumed that the kind of material

and approximate thickness of the test specimen is known, and the appropriate scale is

chosen accordingly•

When using the type of resonance tester shown above, the thickness of the test speci-

men is read directly from which of the following ?

CRT screen

Preeaiibrated scale

Page 4-65

• Page 4-66



From page4-64 4-65

You said that on the resonance tester illustrated the specimen thickness is read directly

from the CRT screen. Well not quite. The pips on the CRT screen indicate where to

read the thickness of the specimen but the thickness is read directly from the precali-

brated scale. The purpose of the precalibrated scales is to provide a direct readout

of the specimen thickness, eliminating the need for calculation or tables. As their

name implies, they are precalibrated (or you might say precalculated) to read the

thickness of the specimen at the point where the CRT pips (vertical resonance lines)

intersect the horizontal lines of the scale.

Turn to page 4-66.



From page4-64 4-66

Right, on the instrument illustrated the thickness of the specimen is read directly from

the precalibrated scale at the polnt(s) where the CRT pip(s) (vertical resonance line(s)

intersect the horizontal scale lines.

This type of resonance tester also uses interchangeable plug-in oscillators of various

frequency ranges. In addition to the material and thickness information, the precali-

brated scales are also marked to indicate the oscillator range, transducer, coax cable

and instrument settings for which the scale was calibrated. In other words the precali-

brated scale directs the set up of the test. The choice of scale is determined by the

material and approximate thickness of the test specimen. Remember in resonance

testing we are searching for the fundamental resonant frequency of the test specimen

and to find it we use an oscillator and a transducer with a frequency range that includes

the resonant frequency of the specimen. The precalibrated scales provide this informa-

tion and the instrument sweeps the frequency range chosen automatically. As the oscil-

lator sweeps through the resonant frequencies (fundamental and/or harmonic) of the

specimen, vertical pips appear on the CRT. The thickness of the specimen is indicated

by two or more successive pips intersecting adjacent scale lines at the same calibrated

value.

Turn to page 4-67.



From page4-66 4-67

For example on the scale illustrated in view A the thickness of the specimen is 0. 532

inch. PIP PIP PIP

/ / /

75

rO

'SCALE LINE

40 4TH ,0

20 2ND HAB 40NIC

10

25

30

15

40

CALIBRATION

2O

SWEEP

_/
STEEL AND ALUMINUM THICKNESS IN THOUSANDTHS OF AN INCH

VIEW A

_._J_-

...L..--

PIP

en 8TH HARMONIC . I I

. I _-J_%. . , I j..J.._%
,--_o-,HA4o"l'c_ ,

%o

__, 2.-
, 25

20 2ND HARMONIC

I
].0 FUNDAMENTAL

PIP

'.,1_ _ ,t_

, I _ CAL

15 SWE

/ ,

PIP

.E LINE

BRATION

20

P

STEEL AND ALUMINUM THICKNESS IN THOUSANDTHS OF AN INCH

VIEW B

Now in view B is the thickness of the specimen 0. 052 inch or 0. 039 inch?

J

J

0. 052 inch.

0. 039 inch.

• Page 4-68

• Page 4-69



From page 4-67 4-68

You say that the scale shown in view B indicates that the specimen is 0. 052 inch thick.

Your answer is incorrect. Only one pip intersects the 0. 052 calibration mark. The

thickness of a specimen is indicated by two or more pips in a row intersecting adjacent

scale lines (harmonic lines) at the same calibrated value. In view B, repeated below,

the first pip intersects the fourth harmonic scale line at the 39 calibration mark, the

second pip intersects the third harmonic line at the 39 calibration mark, and the third

pip intersects the second harmonic line at the 39 calibration mark. All of the above

conditions have been met; three successive pips intersect three adjacent scale lines at

the same calibrated value - 39. Since the scale is calibrated in thousandths of an inch,

the thickness of the specimen is 0. 039 inch.

_._A--

_I__-

PIP

8TH HARMONIC . I I

, I x_'_s. ,, l._s
--_7,H HAR_,O"I'C_O. .,
. l- ,

10 FUNDAMENTAL

PIP PIP

STEEL AND ALUMINUM THICKNESS IN THOUSANDTHSOF AN INCH .J

VIEW B

Turn to page 4-69.



From page 4-67 4-69

Right. The display in view B indicates that the thickness of the specimen is 0. 039 inch.

Three successive pips intersect three adjacent scale lines (harmonic lines) at the same

calibration value - 39. The scale is calibrated in thousandths of an inch so the thick-

ness of the specimen is 0. 039 inch.

Now let's have a look at the instrument controls. Since this is a direct reading instru-

ment and the frequency variation is automatic, most of the controls are used to set up

the test and the actual measuring is automatic.

A brightness control, either a screwdriver adjustment or coupled with the ON-OFF

switch, adjusts the brightness of the sweep line on the CRT. It does not affect the

brightness of the scale. The scale is illuminated when the power switch is turned on.

Select the correct statement.

The brightness control adjusts the brightness of the CRT sweep line

The brightness control adjusts the scale illumination

• Page 4-70

• Page 4-71



From page 4-69 4-70

You selected the correct statement• The brightness control adjusts the brightness of

the CRT sweep line. The brightness of the sweep line is mostly a matter of personal

choice.

The sensitivity control on CRT display resonance instruments determines the height of

the pips (vertical resonance lines) by adjusting the gain of the amplifier. In resonance

testing the sensitivity is set so that the pips extend to just beyond the full height of the

screen. Too high a sensitivity setting will cause linear distortion of the pips. A

higher sensitivity setting is generally required in actual test than when checking the

instrument to test blocks. At low sensitivity settings the resonance pips will appear

as short vertical loops•

In resonance testing the sensitivity control regulates the height of the resonance pip.

At the start of the test is the resonance pip height set just above full screen height or

at 3/4 of full screen height ?

3/4 of screen height

Just above full screen height

• • • • . • •

• • • • • • t

•Page 4-72

•Page 4-73



From page 4-69 4-71

You'_eleeted, "the brightness control adjusts the scale illumination." You made the

wrong selection. The brightness control has no effect on the brightness of the scale.

The brightness control adjusts the brilliance of the CRT sweep line. The brightness

control is similar to the intensity control of the pulse-echo equipment.

Turn to page 4-70
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No, you madethe wrong choice. The resonancepips are adjusted to at least the full

height of the scale and preferably slightly above.

To explain further why, observe the scale below. The resonancepips are solid 3/4 of

the way up the scale and extendeddotted to the top of the scale. As the arrows point

out, the resonance pips intersect adjacent harmonics at the 75 calibration mark. It is

easy to see that if the pips extended only 3/4 of the way up the scale this thickness indi-

cation would be hard to read.

, I L_ 8TH HARk /

--

20 2ND HARM

1 -
10 FUNDAMEI

,NIC

INIC

I
TAL

0

STEEL AND ALUMINUM THICKNESS IN THOUSANDTHS OF AN INCH

Turn to page 4-73



From page 4-70 4-73

You made the right choice. At the start of a test the resonance pips are adjusted with

the sensitivity control to full scale height or slightly above. It is important to have

pips of full scale height to ensure accurate readings at the upper part of the scale.

The sweep control determines the frequency and thickness range swept by the oscillator.

Rotation of the sweep control changes the sweep width and the range of frequencies pre-

sented on the CRT display. Rotation of the sweep control changes the distance between

the resonance pips. Reducing the sweep setting moves the resonance pips apart (nar-

rows frequency range displayed on screen) and increasing the sweep setting moves the

pips closer together (widens frequency range displayed on screen)• The sweep control

is used to set the instrument to precalibrated scales with reference blocks of known

thickness.

STEEL AND ALUMINUM THICKNESS IN THOUSANDTHS OF AN INCH

2O

The illustration above represents the display resulting when the transducer is placed on

an 0. 055-inch thick test block. Would you increase or decrease the sweep setting to

align the pips with the 55 calibration marks on the scale ?

Increase the sweep setting .......

Decrease the sweep setting ......

• Page 4-74

. Page 4-75



From page 4-73 4-74

Right, you would increase the sweep setting to align the pips with the 55 calibration

marks on the scale because increasing the sweep setting will move the pips closer

together.

The calibrate control, on the front of the plug-in oscillator, changes the frequency of

the oscillator within the range of the oscillator. For example, an oscillator that has a

nominal frequency range of 2 to 4 mc can be adjusted to 1.8 to 3.6 mc or to 2.2 to 4.4

mc. Increasing the calibrate control setting increases the frequency of the oscillator

and causes the resonance pips to move to the right. Decreasing the calibrate control

setting reduces the frequency of the oscillator and causes the resonance pips to move

to the left. The calibrate control is also used to set the instrument to the precaltbrated

scales with a reference block of known thickness.

of both the calibrate control and the sweep control.

quired thereafter.

Each scale directs the initial setting

Only small adjustments are re-

_8=0 8THHAFLoNIC . I I

• ., ,

"l 0 FUNDAM)NTAL

,, LM I., :LI
._'_7o I, ,i L LIJ'_7 I

60 65

55 , i _ 55

'i

STEEL AND ALUMINUM THICKNESS IN THOUSANDTHS OF AN INCH
J

The calibrate control adjusts the frequency of the oscillator and changing the frequency

of the oscillator moves the resonace pips along the sweep line. In the illustration above

would you increase or decrease the calibrate control setting to align the resonance pips

with the 53 calibration marks ?

Increase calibrate control setting . _ . Page 4-76

Decrease calibrate control setting. . Page 4-77



From page 4-73 4-75

No, you made the wrong choice. Decreasing the sweep setting would move the reso-

nance pips farther apart and thus farther away from the 55 calibration marks of the

scale. Take another look at the illustration.

-- I0 FUNDAMENTJ

Y45 '

STEEL AND ALUMINUM THICKNESS IN THOUSANDTHS OF AN INCH

The resonance pips are close to the 55 calibration marks on the scale and close

examination reveals that the space between the pips is greater than the space between

the 55 calibration marks on adjacent harmonic lines. So to set the instrument to the

scale the pips must be moved closer together. Recall we said reducing the sweep set-

ting moves the pips apart and increasing the sweep setting moves the pips closer to-

gether. In this ease we need to move the pips closer together so we must increase the

sweep setting slightly.

Turn to page 4-74



From page 4-74 4-76

You:said youwould increase the calibrate control setting to align the resonance pips

with the 53 calibration marks on the scale. Sorry, you have it reversed.

Increasing the calibrate control setting moves all the resonance pips to the right and

in this case we need to move them to the left. Decreasing the calibrate control setting

would move the pips to the left and align them with the 53 calibration marks.

Turn to page 4-77.

_)
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You are Correct. Decreasing the calibrate control setting will move all of the reso-

nance pips to the left, and that is what is required in this case to align the resonance

pips with the 53 calibration marks on the scale.

The standard and special sweep switch on resonance instruments of this type is well

named. The standard sweep position is used unless otherwise specified. The special

sweep position changes the characteristics of the sweep and is used only with scales

calibrated for special sweep and so marked. The special sweep is used primarily for

checking thick materials and for examining thicknesses in a very narrow range. The

standard sweep is fairly linear, that is, the resonance pips are almost equally spaced.

The special sweep is not linear and the resonance pips are closer together on the right

side of the scale.

When the instrument is operated in special sweep, specially calibrated scales are re-

quired for which of the following reasons ?

The special sweep setting changes the characteristics of the sweep.

The special sweep setting changes the frequency .

• Page 4-78

• Page 4-80



From page4-77 4-78

You a_re'right. When the instrument is operated in special sweep, specially calibrated

scales are required because the special sweep setting changes the characteristics of

the sweep. The sweep becomes nonlinear, so specially calibrated scales are required

to compensate for the nonlinearity.

You have learned that in one type of direct readout, CRT display resonance tester, the

precalibrated scale, superimposed in front of the CRT, is the key to the test. The

scale is chosen that is calibrated for the type of material, in the thickness range of

the test specimen. The sensitivity control 'is set so that the resonance pips extend the

full height of the scale. The scale directs the initial setting of the sweep and calibrate

controls, and minor adjustments are made to a test block of known thickness within the

thickness range of the scale.

You are now ready to inspect the test specimen. The thickness of the specimen is indi-

cated when two or more successive vertical resonance pips intersect adjacent scale

harmonic lines at the same calibration (thickness) value. The following information

will help you to read the thickness of the test specimen quickly:

1 o If only 2 or 3 resonance pips appear on the screen the thickness will be at the

lower range of the scale.

2. If 4 or 5 resonance pips appear the thickness will be in the higher range of the scale.

3. Note the thickness indicated by the first resonance pip at the left of the scale on one

of the harmonic lines, using 1 and 2 above as a guide. Then check the second reso-

nance pip for the thickness indicated on the next lower harmonic line.

a. If the adjoining pips indicate the same thickness on adjacent harmonic lines,

the correct thickness is being read.

b. If the second pip indicates a thinner thickness than the first, the correct

thickness will be found higher up on the scale.

c. If the second pip indicates a greater thickness than the first, the correct

thickness will be indicated lower down on the scale.

Turn to page 4-79.



From page 4-78 4-79

4. If the resonance pips are too close together to match with the calibrations on the

highest harmonic lines, the thickness is greater than the scale range.

5. If the resonance pips are too far apart to match the calibrations on the lowest

harmonic lines, the thickness is less than the scale range.

The precalibrated scales you just learned about are calibrated to read directly the

thickness of the specimen. On other scales the readout is in frequency or percentage

of thickness. The readout from the frequency scales are converted to thickness mea-

surements either by calculation or by referring to precalculated conversion tables.

The readout of the percentage scales indicates the percentage change of thickness from

a predetermined value.

Turn to page 4-8i for a review.
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You said that when the instrument is operating in special sweep, specially calibrated

scales are required because the special sweep setting changes the frequency. Your

answer is incorrect. The special sweep setting does not alter the frequency. The

special sweep setting does change the characteristics of the sweep. The sweep be-

comes nonlinear and the specially calibrated scales are required to compensate for

the nonlinearity.

Turn to page 4-78.
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il,

From page 4-80

, Resonance testing is based on the fact that each thickness of a given material

has a funda reso frequency.

6. thickness

. On direct readout, CRT display type resonance instruments that use precalibrated

scales, each scale represents a thi range of a given material.

12. sweep

13. The sensitivity control regulates the h of the resonance pip.

18. scale

19. Placing the _andard/Special sweep switch in the special position changes the

lin of the sweep.

I

_ . )
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/

1. fundamental resonant

2. In resonance testing both fundamental and har frequencies are used.

7. thickness

. This type of resonance instrument uses plug-in oscillators of various

fr ranges.

13. height

14. During testing the sensitivity control is set to extend the resonance pips to

f scale height.

19. linearity

20. When the instrument is operated in special sweep, precalibrated scales

marked sp sw must be used.

__v t;LD
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2_ harmonic L
i [ Ii I ii

So

The difference between any two adjacent harmonic frequencies is equal to the

fun frequency.

frequency

I I I

. The precalibrated scales are also marked to indicate the trans

osc range, and instrument settings for which the scale is

cal

I I I

14.

i

15.

full

The sweep control determines the sweep width, that is, the range of frequencies

presented on the CRT. L,_creasing the sweep control setting (increases, decreases)

the space between the resonance pips.

20. special sweep

..

21.

L
In resonance testing with equipment using precalibrated scales the key to the

test is the pre sc

IL]II
II I
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3. fundamental

.

,

In resonance testing the resonant frequency of the test specimen is found by

varying the fre of the sound waves applied to the specimen.

transducer, oscillator,

calibrated

10. The choice of scale is determined by the ma

thi of the specimen.

and approximate

15. decreases

16. The calibrate control adjusts the fre

21. precalibrated scale

of the oscillator.

22. The readout from the precalibrated scales may be in thickness, fre

or perc of thickness.



o

5:

10.

frequency

The display system of the simpler types of resonance equipment indicates the

resonant frequency(s) of the specimen and the thickness of the specimen must

be cal

material,

thiclmess

4-85

11. The thickness of the specimen is indicated when t

resonance pips intersect adjacent har

calibration value.

or more successive

lines at the s

16. frequency

17.

22.

Increasing the setting of the calibrate control moves the resonance pips to

the (right, left) on the CRT display.

frequency,

percentage

23. This completes this review. Now turn to page 5-1.

...... ll_ll)
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in

5.

Ii.

calculated

6. On other more sophisticated resonance testers the thi

specimen is identified by the equipment display system.

of the

Return to page 4-81,frame 7.

I
two, har monic ]

]same

12. The brightness control on this type instrument adjusts the brightness of the

SW

17. right

18.

e Return to page 4-81,frame 13.

The initial settings of the sweep and calibrate controls is directed by

the sc.

Return to page 4-81,frame 19.



CHAPTER 5 - ACCESSORIES 5-1

When high speed automatic scanning is used in ultrasonic testing and a permanent

record of the test is desireable, a C-Scan recording is generally made. C-Scan dis-

plays the discontinuities in a plan view but provides no depth or orientation informa-

tion. The most commonly used recorders use a chemically treated paper that is

passed between a printing bar and a helix drum as shown in the illustration below.

BAR / DISCONTINUITIESPRINTING MOVING PAPER

/ (CHEMICALLY TREATED)

The printing bar has a narrow edge and is electrically connected to one output terminal

of the ultrasonic test instrument amplifier. The other terminal connects to the helix

mounted on the helix drum. As the drum rotates counterclockwise, the contact point

between the bar and the helix slides from left to right. Variations in electric current

at the contact point determine the amount of discoloration produced on the paper. One

revolution of the drum produces one line of scan. The paper movement is synchron-

ized with the movement of the transducer across the test surface. Whenever a pip of

predetermined amplitude occurs, a change of current occurs. In this manner a rec-

ord of the discontinuities is produced as the transducer scans the test surface.

From a C-Scan recording can you determine the depth of the discontinuity ?

Yes ............................................... Page 5-2

No ............................................... Page 5-3
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Your answer is incorrect. You can not determine the depth of a discontinuity from a

C-Scan. The C-Scan displays a plan view of the test specimen. The illustration below

shows the motion of the transducer and the resulting scan lines on both the test speci-

men and the recording paper. C-Scan reveals the projected length and width of the

discontinuity but not its depth in the specimen.

_ _ RECORDING PAPER FEED

--

HELIXDRUM

DISCONTINUITY DISCONTINUITY

Turn to page 5-3.
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You are correct, the C-Scan recording does not tell us how deepthe discontinuity is in

the specimen. The C-Scandoes indicate the projected length and width of the discon-

tinuity as seenfrom directly abovethe specimen.

SomeC-Scan recorders produce a shadedscan line to indicate the extent a discontinuity

pip exceedsa predetermined amplitude. On others the scan line, or absenceof it,

indicates only that the predetermined amplitude has beenexceeded.

In the C-Scan samples below the white (no line) areas represent the discontinuities.

The print-out of somerecorders can be reversed so that the discontinuities are re-

presented by the lines and the remainder of the specimen wouldbe represented by

blank space.

C-Scan recordings are usually used in conjunction with A-Scan equipment.

Which characteristic of the discontinuity do both A-Scan and C-Scandisplay ?

\

Distance from the surface ................................

Size ol.oo..oooeoooolo,oeoooolooooo.ot.oooooIaooooo

Page 5-4

Page 5-5
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You said that A-Scanand C-Scanboth tell us something about the distance of the dis-

continuity from the test surface. Sorry, but we don't agree with you. The C-SCantells

us nothing about the discontinuities distance from the test surface (depth), but it does

indicate the size. In an A-Scan the size of the discontinuity is indicated by the ampli-

tude of the pip on the CRT screen. In a C-Scanthe size of the discontinuity is indicated

by the extent of the marked (or unmarked) area of the recording.

Turn to page 5-5.
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size is the right answer. Both A-Scanand C-Scandisplay indications of the disconti-

nuity size. In an A-Scan the size of the discontinuity is indicated by the amplitude of

the pip on the CRT screen. In a C-Scanthe size of the discontinuity is indicated by the

extent of the lined (or unlined) area of the recording.

In a sense the C-Scan is a recording of the amplitude portion of the A-Scan. The same

signals that generate the pips on the A-Scanproduce a change indication on the C-Scan

recording. The front andback surface signals from the specimen are eliminated from

the recording by the instrument gating circuits and the alarm sensitivity control setting

determines the amplitude of the signal (pip) required to produce a change of indication

on the recording.

The advantages of the C-Scan recording are high speed scanning far in excess of human

capability to observe an A-Scan, and the recording becomes a permanent record.

Permanent records are important when making an analysis of a test specimen and also

because some test specifications require that permanent test records be kept.

C-Scan recorders and recording systems, like ultrasonic test instruments, are made

by many manufacturers and again the final word on their operation must come from the

manufacturer's operating instructions manual.

View A on the next page is an illustration of one type of C-Scan recorder. View B

shows a typical automatic testing set-up with all the major components; immersion

tank, carriage or bridge, manipulator, A-Scan test equipment, carriage control panel,

recorder control panel and recorder.

Turn to page 5-6.

_)
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VIEW B

Is the following statement true or false ?

During automatic scanning operations both the C-Scan recorder and the A-Scan pulse-

echo instrument are in use.

True .............................................. Page 5-7

False ............................................. Page 5-8

.gummy)
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True is correct. During automatic scanning both the C-Scan recorder and the A-Scan

instrument are in use. The A-Scan instrument supplies the signals to the recorder and

the gating and alarm sensitivity controls are set by observing the A-Scan. Some rec-

orders have their own gating circuits and others use the gating circuits of the A-Scan

instrument.

In a typical automatic scanning arrangement, similar to view B on the previous page,

there will be two control panels. The controls on one panel regulate the functions of

the recorder only. The controls on the other panel regulate the operation of the car-

riage and the synchronized operations of the carriage and recorder.

Choose from the following the advantages of C-Scan recordings.

Permits high speed scanning and provides a permanent record ....... Page 5-9

Provides a permanent record and displays discontinuity size

accurately .......................................... Page 5-10
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False is the wrong answer. During automatic scanning operations both the C-Scan

recorder and the A-Scan instrument are in use. The C-Scan recording provides a

permanent record of the inspection and indicates the areas of the test specimen that

require closer inspection. The A-Scan instrument will be used to make the closer

inspection. The A-Scan instrument also supplies the signals to the recorder.

Turn to page 5-7.
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You are right. C-Scanrecordings provide a permanent record of the test and also

permit high speedscanning. The high speedcapability of the recorders makes high

speedautomatic scanningpossible.

The illustration below is an exampleof an immersion tank with a motorized carriage or

bridge, a manipulator, scanner tube, andtransducer. The purpose of the carriage is

to support the manipulator and scanner tube andto move them abouttransversely and
longitudinally. The carriage illustrated is motorized for automatic scanningbut also

has hand controls for manual scanning. The longitudinal movement (indexing)of the

carriage is in small enough increments to guarantee complete coverage of the test

specimen with the smallest transducer.

The manipulator adjusts the vertical and angular position of the scanner tube. The

transducer is installed at the lower end of the scanner tube. Both manipulator and

scanner tube are rigid enough to prevent deflection during high speed scanning. The

purpose of the scanner tube is to make it possible to position the transducer the desired

distance above the test specimen and at the desired angle.

TANK WITH MOTORIZED BRIDGE i

_._ SCANNER TUBE

- _./.MANIPULATOR

_ TRANSDUCER

TEST SPECIMEN
SUPPORT FOR TEST SPECIMEN

Choose the correct statement.

The manipulator controls the angular and transverse positioning

of the scanner tube ....................................

The manipulator controls the vertical and angular positioning

of the scanning tube ....................................

Page 5-11

Page 5-12
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You made the wrong selection. The C-Scanrecorder doesprovide a permanent record

but it does not display the size of the discontinuity accurately.

As you know, the indications received by the test equipment from the test specimen

must be compared to some reference standard. The orientation of the discontinuity

must also be determined. The C-Scan recording will supply only a gross view of the

test specimen; a closer look with the A-Scan will be required to accurately determine

the discontinuity orientation and size.

Turn to page 5-9.
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Incorrect choice. You said that the manipulator controls the angular and transverse

positioning of the scanning tube. The manipulator does control the angular positioning

of the scanning tube but the transverse positioning is controlled by the carriage. The

manipulator also controls the vertical positioning of the scanner tube. It adjust the

distance between the transducer and the test specimen.

/

_)
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You made the right choice. The manipulator controls the vertical and angular position

of the scanner tube (search tube).

Actually it is the vertical position and the angle of the transducer at the lower end of

the scanner tube that we are interested in. The scanner tube is just an adapter that

permits raising and lowering the transducer, and varying the angle of the transducer.

As you learned earlier, in immersion testing only straight beam or focused transducers

are used. Angle wedges are not needed. Angle beam testing is accomplished by vary-

ing the angle of the transducer (scanner tube) in relation to the test specimen. The

manipulator angle adjustment device is marked to show the incident angle setting of the

transducer (scanner tube).

Turn to page 5-13 for a review.



From page5-12

5-13

1. Whenhigh speedautomatic scanningis used a permanent record of the test is

madewith a __ -Scan recording.

4. lines, blank, blank

1 C-Scan recordings and the A-Scan screen both display indications about the

si of discontinuities.

8. A-scan

o The front and back surface signals from the test specimen are eliminated from

C-Scan recordings by ga circuits.

12. transverse, longitudinal

13. The manipulator on the carriage controls the ver position and the

ang position of the scapmer tube.
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1.

o

C

5. size

A C-Scan recording displays a pl

test specimen.

view of the discontinuities in the

6. C-Scan recorders make h sp automatic scanning possible.

9. gating

10. The gating circuits may either be part of the rec

ultrasonic te instrument.

ing system or the

I
13. vertical, angular I

!

14. The transducer is mounted at the (upper) (lower)

scanner tube.

end of the

_)
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2. plan

5-15

3. A C-Scan recording displays no (size, depth)

the discontinuity.

information about

6. high speed

7. C-Scan recorders also provide a per

ultrasonic test.

rec of the

10. recording, test

11. During automatic scanning the speed and indexing of the carriage is .syn

with the recorder helix and paper sp and indexing.

14. lower

15. The purpose of the scanner tube is to provide a means of raising and lowering

the t and varying the an of the tr

I



1

.

depth

On a C-Scan recording the discontinuities may be represented by li

a bla background or by bla spaces on a lined background.

Return to page 5-13,frame 5.

5-16

7. permanent record I]"

8. C-Scan recorders are generally used in conjunction with

test equipment.

11. synchronized, speed

12.

ultrasonic

Return to page 5-13,frame 9.

on

The carriage (bridge) of automatic scanning equipment supports the manipulator

and long movementand scanning tube and provides the tran

of the transducer.

15. transducer, angle

transducer

[__ il..,

Return to page 5-13,frame 13.

Turn to page 5-17.
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Congratulations I You have just completed the second volume of the programmed

instruction course on ultrasonic testing.

Now you may want to evaluate your knowledge of the material presented in this hand-

book. A set of self-test questions are included at the back of the book. The answers

can be found at the end of the test.

We want to emphasize mat the test is for your own evaluation of your knowledge of

the subject. If you elect to take the test, be honest with yourself -- don't refer to the

answers till you have finished. Then you Will have a meaningful measure of your

knowledge.

Since it is a self evaluation, there is no grade - no passing score. If you find that

you have trouble in some part of the test, it is up to you to review the material till

you are satisfied that you know it.

Turn or rotate the book 180 ° and flip back to page T-1 at the back of the book.

/

\
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ULTRASONICTESTING- VOLUME II - EQUIPMENT

Self-Test

.

.

.

Transducers using quartz crystals were originally used almost exclusively in

ultrasonic testing. (True - False}

Polarized ceramic transducers are the best receivers of ultrasonic energy while

lithium sulphate transducers make the best transmitters. (True - False}

In a two transducer testing system, the best transducer combination is a:

a. Polarized ceramic transmitter and a lithium sulphate receiver

b. Lithium sulphate transmitter and a polarized ceramic transmitter
c. Polarized ceramic transmitter and receiver

d. Lithium sulphate transmitter and receiver

4. Transducer sensitivity is defined as the ability of a transducer to..

a. Sense many kinds of discontinuities

b. Detect discontinuities close to the surface of a test specimen

c. Detect small discontinuities

d. Detect large discontinuities located close together in depth

5. Transducer resolution is defined as the ability of a transducer to:

°

.

o

a. Sense many kinds of discontinuities

b. Differentiate between surface indications and discontinuity indications

c. Detect small discontinuities

d. Detect small discontinuities located close together in depth

The beam spread of transducers of the same material and frequency is related to

size. The larger the transducer, the greater the beam spread. (True - False)

The

The

test

size of a transducer and the amount of energy it will transmit are related.

larger the transducer, the greater the amount of energy transmitted into the

specimen. (True - False)

The

a.

b.

C.

d.

higher the frequency of a transducer, the:

Greater the beam spread and depth of penetration

Less tl_e beam spread and the greater the sensitivity and resolution

Less the sound beam attenuates thus increasing penetration

Less the sensitivity and the greater the penetration

..mHINmu$)
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.

10.

11.

12.

Large diameter, single crystal transducers are generally:

a. Limited to high frequency testing

b. Limited to low freqency testing

c. Applicable for both high and low frequency testing

d. Used for testing above 10 megacycles only

Long, narrow transducers consisting of a mosaic pattern of small matched

crystals are called:

a. Mosaic transceivers c. Paint brush transducers

b. Wide brush transducers d. Multicrystal detectors

A straight beam transducer transmits sound into a test specimen normal or per-

pendicular to the surface of the test specimen. (True - False).

Angle beam transducers use a plastic wedge shaped frontal device to transmit

energy into a test specimen at angles other than normal. (True - False)

13.

14.

Paint brush transducers produce a wide sound beam for rapid scanning of large

areas. (True - False)

Angle beam transducers are used to:

a. Locate and evaluate discontinuities lying parallel to the surface of the test

specimen

b. Locate and evaluate discontinuities that lie other than parallel to the surface

of the test specimen

c. Detect discontinuities that are parallel to the sound beam

d. Detect discontinuities in immersion testing

15. Contact angle beam transducers are generally identified by the:

a. Reflected angle of the shear waves generated

b. Refracted angle of the longitudinal waves generated

c. Refracted angle of the shear waves generated

d. Reflected angle of the longitudinal waves generated

16. A device added to the front of a contact transducer to match the curvature of a

test specimen is called a:

a. Sloped shoe c. Curved lens

b. Frontal lens d. Curved shoe

17. Acoustical lenses increase transducer sensitivity and resolution but decrease

their useful range. (True - False)

533o._3cv-_
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18.

19.

20.

21.

22.

23.

24.

25.

26.

27.

The

a.

b.

two basic types of acoustical lenses used are:

Cylindrical and concave c. Cylindrical and spherical

Spherical and convex d. Concave and convex

The

a.

b.

best surface resolution can be obtained using a:

Short focal length transducer c. Collimator

Long focal length transducer d. Curved shoe

Both the cylindrical and spherical lenses can be used as contour correction

lenses. (True- False)

Collimators are used to improve the directivity of a sound beam and decrease

beam spread. (True - False)

The technique in which a flowing stream of water is used to couple the transducer

to the test specimen is called:

a. Water column technique

b. Bubbler technique
c. Squirter technique

d. a, b, and c

The wheel-type transducer sometimes used in ultrasonic testing consists of a

transducer mounted inside a liquid filled tire. (True - False)

Single transducers are:

a. Transmitters only

b. Receivers only

c° Both transmitter and receiver

d. a, b, and c

Two single transducers, one a transmitter and one a receiver, mounted in a

common case but separated by a sound barrier are called:

a. Transceivers c. Double transducers

b. All purpose transducers d. Stacked transducers

Double transducer testing reduces the so called "dead zone" found near the

front surface of a specimen. (True - False)

A couplant is used in ultrasonic testing to:

a. Lubricate the transducer and facilitate scanning

b. Exc!ude air from be_,veen the transduccr m-ld test specimen

c. Accelerate the passage of sound through a test specimen

d. Dampen the transducer vibrations to avoid possible damage to a test specimen
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28.

29.

30.

31.

32.

The

a.

b.

Co

d.

choice of a couplant is largely dependent upon the:

Test specimen's grain structure

Geometry or shape of the test specimen

Surface condition of the test specimen

Test specimen's size

The acoustical impedance of an ideal couplant:

a. Should be less than that of the transducer

b. Should be higher than that of the transducer

c. Should be between that of the transducer and the test specimen

d. Need not be considered

In general, to ensure good sound transfer, a couplant should be as thin as

practicable and of uniform thickness. (True - False)

Wetting agents are sometimes added to couplants to:

a° Produce a more desirable impedance ratio between the transducer and

test specimen

b. Prevent the formation of small air bubbles which could cling to a test

specimen

c. Accelerate the passage of sound through the test specimen

d. Increase the couplant's viscosity

In addition to wetting agents, some couplants include a corrosion inhibitor.

(True - False)

33. Standard reference blocks are used to:

34.

35.

a. "Standardize" ultrasonic equipment

b. Compare and evaluate discontinuity indications

c. Verify instrument accuracy

d. All of the above

Artificial discontinuities in standard reference blocks are usually in the form of

a:

a. Stepped hole c. Flat-bottom hole

b. Round-bottom hole d. Tapered hole

It is important that the reference block material have the same or similar sound

attenuation, sound velocity, and acoustical impedance as that of the test specimen.

(True- False)

5330.13 (_V-II)
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36.

37.

38.

39.

40.

A_
"k-to

The metal distance in a standard reference block is defined as the distance

between the:

a. Front and back surfaces of the reference block

b. Front surface and flat bottom of the artificial discontinuity

c. Flat bottom of the artificial discontinuity and the back surface of the
reference block

d. Sides of the reference block

Blocks which provide a discontinuity size reference and are used to check test

system linearity are known as:

a. Area amplitude blocks

b. Discontinuity amplitude blocks

c. Reference amplitude blocks

d. Distance amplitude blocks

Blocks which are used to evaluate a discontinuity's size at various depths within

a test specimen are known as:

a. Area amplitude blocks

b. Discontinuity amplitude blocks

c. Reference amplitude blocks

d. Distance amplitude blocks

The

a.

b.

C.

d.

Alcoa "Series A" area amplitude blocks have flat bottom holes:

All of the same diameter which vary in depth from 1/64 inch in the Number 1

block to 8/64 inch in the Number 8 block

3/64, 5/64 or 8/64 inch in diameter with metal distances ranging from 1/16

to 5 3/4 inches

Drilled to different depths from the front surface of the reference block

All of the same depth and ranging in diameter from 1/64 inch in the Number 1

block to 8/64 inch in the Number 8 block

The

a.

b.

C°

d.

Alcoa "Series B" or Hitt distance amplitude blocks have:

The same metal distances, with flat bottom holes ranging in diameter from

1/64 inch to 8/64 inch

Flat-bottom holes 3/64 inch, 5/64 inch, or 8/64 inch in diameter and metal

distances ranging from 1/16 inch to 5 3/4 inches

Flat-bottom holes 1/16 inch in diameter and varying in depth from 1/64 inch

to 8/64 inch

An 8/64 inch diameter hole in the Number 1 block and a 1/64 inch diameter
hole in the Number 8 block

The basic set of ASTM reference blocks is a combination of area amplitude and

distance amplitude blocks. (True - False)

_)
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42.

43.

44.

45.

46.

47.

48.

A calibration block widely used in contact angle beam testing is the: (choose two)

a. Angle beam bl0ck c. ASTM block

b. IIW block d. Miniature angle beam block

Artificial discontinuities are sometimes added to a sample test specimen so that

it may be used as a reference standard. (True - False)

Reference plates are another type of direct comparison reference used for evalu-

ating discontinuities. (True - False)

An ultrasonic test instrument that displays pulses representing the amplitude of

reflected sound as a function of time and distance is said to display a:

a. Continuous wave

b. A-scan presentation

c. B-scan presentation

d. C-scan presentati()n

The line of light that appears across the face of a CRT screen is called the:

(choose two)

a. Horizon line

b. Base line

c. Beam line

d. Sweep or sweep line

The first pip to appear at the left side of the CRT screen represents the:

a. Initial pulse c. Back surface reflection

b. Discontinuity d. Sweep

On pulse-echo instruments, sweep line brightness is regulated by an intensity

control, usually found on the front of the test instrument. (True - False)

49.

50.

51.

In immersion testing, the initial pulse is also called the:

a. Front surface reflection c. Main bang

b. Back surface reflection d° Discontinuity reflection

The distance between the front and back surface reflections displayed on a CRT

screen represents:

a. Specimen thickness

b. Pulse amplitude

c. Distance traveled by the transducer

d. Discontinuity thickness

The amplitude (height) of a pip on the CRT screen indicates the relative size of

the discontinuity. (True - False)

5330,13 (V-II)
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52. In contact testing, the initial pulse on a CRT screen also represents the:

53.

a. Specimen front surface reflection c. Discontinuity location
b. Specimen back surface reflection

The distance between a front surface pip and a discontinuity pip represents the

depth of the discontinuity below the specimen front surface. (True - False)

54.

55.

56.

57.

58.

59.

vv o

Markers are set up on a CRT screen to:

a. Measure signal amplitude c.

b. Estimate discontinuity size d.

Represent units of distance

Clarify CRT indications

Markers can be expanded but not contracted to fit the distance between the front

and back surface pips shown on a CRT screen. (True - False)

The

a.

b.

CRT scale brightness is regulated by adjusting the:

Intensity control c. Scale illumination control

Brightness control d. Dimmer switch

The

ao

b.

C.

d.

vertical centering control on an ultrasonic instrument:

Rotates the CRT display around the center axis of the screen

Adjusts the vertical linearity of screen indications

Is used to center discontinuity indications between the front and back surface

pips

Raises and lowers the sweep line on the CRT screen

The horizontal centering control on an ultrasonic instrument:

a. Rotates the CRT display around the center axis of the screen

b. Adjusts the horizontal linearity of screen indications

c. Adjusts the starting point of the sweep line on the CRT

d. Expands and contracts the CRT display

Focus and astigmatism controls are used to adjust the sharpness of the:

a. CRT screen scale c. Square wave marker

b. Sweep line d. Horizon line

Adjusting the _ _'*" -'* -s_n_,L,vi_y or gain _^-*--' ^-"'--*- "_-^._,,iL_,, ,_uj-_ m_ gain of the receiver amplifier

thus changing the amplitude (height) of the pips on the CRT screen. (True - False)
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61.

62.

63.

64.

65.

66.

67.

Increasing the sweep length control:

a. Expands the sweep causing less of the test specimen to be displayed on the

CRT screen

b. Compresses the sweep causing more of the test specimen to be displayed

on the CRT screen

c° Expands the sweep length allowing the ultrasonic energy to penetrate thicker

specimens

d. Expands the sweep causing more of the test specimen to be displayed on the

CRT screen

The sweep delay control on an ultrasonic instrument:

a. Expands or compresses the display shown on the CRT screen

b. Adjusts the starting point of the sweep line on the CRT

c. Moves the starting point of the CRT display

d. Adjusts the horizontal linerarity of the CRT screen

The expansion or compression of the sweep length is toward or away from the

right side of the CRT screen. (True - False)

When used in conjunction with the sweep length control, the sweep delay control

makes it possible to expand a small segment of the test specimen to cover the

entire width of the CRT screen. (True - False)

In immersion testing, the initial pulse or main bang can be moved off screen by

adjusting the:

a. Sweep delay control

b. Sweep length control

c. Horizontal centering control

d. Sensitivity or gain control

The pulse repetition rate (PRR) control regulates how often a pulse of ultrasonic

energy is applied to a test specimen while the pulse length (width) control deter-

mines how long the pulse is applied. (True - False)

The

a.

b.

C.

d.

reject control on an ultrasonic instrument:

Eliminates all spurious indications from the CRT screen

Permits testing of only selected areas within a test specimen

Reduces the amplitude (height) of all pips an equal amount thereby eliminating

very low amplitude pips from the CRT screen

Eliminates very low amplitude pips from the CRT screen without affecting

those pips above a predetermined amplitude (height)

5330.13 (.V-II)
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68.

69.

70.

71.

72.

73.

In flaw-alarm/gating circuits, the gate delay control:

a.

b.

Co

d.

(choose two)

Determines the starting point of the gate

Determines the end of the gate

Moves the entire gate to the left or right on the CRT screen

Expands or compresses the gate

The gate width control: (choose two)

a. Determines the starting point of the gate

b. Determines the end of the gate

c. Expands or compresses the gate

d. Expands or compresses the CRT display within the gate

The alarm sensitivity control in a flaw-alarm/gating circuit:

a. Eliminates all spurious indications from the CRT screen

b. Permits testing of only selected areas within a test specimen

c. Regulates the intensity or volume of the alarm device

d. Determines the pip height at which an alarm or recorder will be triggered

More than one area of the sweep can be gated at the same time and different

sensitivity settings used. (True - False)

The DAC (distance amplitude correction) control adjusts the instrument sensitivity

so that discontinuities of the same size will generate pips of the same height,

regardless of the depth of the discontinuity in the specimen. (True - False)

Resonance testing is based on the fact that each thickness of a given material

has a fundamental resonant frequency or harmonics thereof at which it will vibrate

with increased amplitude. (True - False)

74. Resonance instrument indications are obtained by varying the:

75.

a. Velocity of sound waves applied to the test specimen

b. Amplitude of the transmitted wave till standing waves are set up

c. Pulse length of the sound waves applied to the test specimen

d. Frequency of the transmitted wave till standing waves are set up

All resonance instruments provide a direct readout when measuring material

thickness. (True - False)
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76.

77.

78.

79.

80.

81.

82.

On direct readout resonance instruments which use precalibrated scales and a
CRT screen, the proper scale is chosenaccording to: (choosetwo)

a. The height of the indications appearingon the CRT screen
b. The type of material being tested
c. Approximate thickness of the material being tested
d. The couplant beingused

The transducer, oscillator, and instrument control settings used with a given
precalibrated scale on a CRT display type resonance instrument are:

a. Indicated on the scale c. Listed on a separate table
b. A matter of experience d. A matter of trial and error

Thickness of the specimen is read from the precalibrated scales of a CRT dis-
play type resonance instrument where:

a. The vertical pips cross the scale resonance lines
b. Two or more successive resonancepips intersect two or more adjacent

scale harmonic lines at the same thickness value
c. Two or more resonance pips cross two or more scale harmonic lines at

the samethickness value
d. Two or more resonance pips intersect two adjacent harmonic lines at the

same thickness value

The height of the resonancepips on a CRT display type resonance instrument
is regulated by the:

a. Calibrate control
b. Sensitivity control

c. Sweeplength control
d. Vertical control

The calibrate control on a CRT display type resonance instrument adjusts the:

a. Transducer frequency range c. Ocsillator frequency range

b. Instrument sensitivity d. Thickness range

In resonance testing with a CRT display type instrument the sensitivity control

is set to extend the resonance pips to:

a. One half scale height c. Full scale height

b. Three quarters scale height d. Suit the operator

The sweep control on a CRT display type resonance instrument determines:

(choose two)

a. The range of frequencies swept by the oscillator

b. How much of the specimen is represented on the CRT screen

c. The range of frequencies presented on the CRT screen

d. The thickness range represented by the scale

5330,13 (V-II)
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83.

84.

85.

86.

87.

88.

89.

90.

Increasing the setting of the calibrate control of a CRT display type resonance
instrument:

a. Moves the resonance pips on the CRT display closer together

b. Moves the resonance pips on the CRT display to the right

c. Shortens the height of the resonance pips
d. None of the above

The readout of CRT display type resonance instruments that use precalibrated

scales may be in:

a. Thickness c. Percentage

b. Frequency d. a, b, and c

Decreasing the

a.

b.

e.

d.

sweep control setting on a CRT display type resonance instrument:

Moves the resonance pips to the left

Moves the resonance pips further apart

Moves the resonance pips closer together

Shortens the height of the resonance pips

When a CRT display type resonance instrument is operated in Special Sweep, the

linearity of the sweep:

a. Increases

b. Decreases
c. Remains the same

In ultrasonic testing when high speed automatic scanning is used, a permanent

record is made so that the results of the test can be studied. This record is

made with:

a. An A-Scan recording

b. A C-Scan recording

c. A facsimile recording

A C-Scan recording indicates the discontinuities of the specimen in a plan view

but provides no depth information. (True - False)

A C-Scan recording can be either positive or negative: that is, the discontinuities

may be represented by lines on a blank background or by blank spaces on a lined

background. (True- False)

C-Scan recordings are usually used in conjunction with:

a. A-Scan equipment c. Direct readout equipment

b. B-Scan equipment
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91.

92.

93.

94.

95.

96.

97.

The front andback surface reflection signals are eliminated from the C-Scan
recording by:

a. Sweepadjustment c. Gating circuits
b. Marker circuits d. Suppressioncontrols

The carriage (bridge) on an immersion testing tank provides for the
and motion of the transducer.

a. Angular c. Transverse
b. Longitudinal d. Vertical

The manipulator on the immersion tank bridge regulates the
and positioning of the transducer.

a. Angular c. Transverse
b. Longitudinal d. Vertical

The device held by the manipulator on the immersion tank bridge is called a:

a. Scanner tube c. Wand
b. Vertical probe

During automatic scanning the C-Scan recorder paper and helix drum speeds
are synchronizedwith the transducer movement. (True - False)

In immersion testing the transducer is mounted at the top of the scanner tube.
(True - False)

In resonance testing, unlike pulse-echo testing, the instrument indications need
not be compared to a known standard before proceeding with the test. (True -
False)

5330.13 [V-II)



1. true

2. false

3. a

4. e

5. d

6. false

7. true

8. b

9. b

10. c

11. true

12. true

13. true

14. b

15. e

16. d

17. true

18. c

19. a

20. true

21. true

22. d

23. true

24. d

25. c

26 true

27. b
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